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Abstract

Time-of-flight secondary ion mass spectrometry (TOF-SIMS) is a powerful surface science
technique with high sensitivity for elemental composition. This work demonstrates
TOF-SIMS abilities in three different research areas.

The first part deals with the localization of high voltage dies defects, which is ne-
cessary for their further characterization by the TOF-SIMS method. For this purpose,
an experimental setup with control software allowing automated measurement of leakage
current tests at various die locations was proposed.

The second part deals with the quantification of Mg dopant depth profiles in various
AlxGa1−xN samples. The quantification is based on the RSF method and allows the cha-
racterization of doped AlxGa1−xN heterostructures for high electron mobility transistors
(HEMT) or various optoelectronic devices. A set of 12 Mg doped AlxGa1−xN calibration
samples for quantification of depth profiles was prepared by the ion implantation tech-
nique.

The last part demonstrates the abilities of the static TOF-SIMS method in heteroge-
neous catalysis research. Our primary research objective is the dynamics of catalytic CO
oxidation by O2 to CO2 on Pt polycrystalline microstructures at high vacuum pressu-
res. In this work we present the first real-time observations of spatiotemporal patterns of
varying surface coverages during distinct catalyst regimes. TOF-SIMS observations were
correlated with analogous scanning electron microscopy (SEM) observations of gas-phase-
and temperature-induced processes on Pt surfaces.
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cesses, reaction of catalytic CO oxidation
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Abstrakt

Hmotnostná spektrometria sekundárnych iónov s analýzou doby letu (TOF-SIMS) patrí
vďaka vysokej citlivosti na prvkové zloženie medzi významné metódy analýzy pevných
povrchov. Táto práca demonštruje možnosti TOF-SIMS v troch odlišných oblastiach
výskumu.

Prvá časť práce sa zaoberá lokalizáciou defektov vysokonapäťových polovodičových
súčiastok, ktorá je nevyhnutná k ich ďalšiemu skúmaniu metódou TOF-SIMS. Bola navrh-
nutá experimentálna zostava s riadiacim softvérom umožňujúca automatizované meranie
záverného prúdu v rôznych miestach polovodičových súčiastok.

Druhá časť práce sa zaoberá kvantifikáciou koncentrácie Mg dopantov v rôznych hĺb-
kach vzoriek AlxGa1−xN. Kvantifikácia je založená na metóde RSF a umožňuje charak-
terizáciu AlxGa1−xN heteroštruktúr určených na výrobu tranzistorov s vysokou elektró-
novou mobilitou (HEMT) alebo na výrobu rôznych optoelektronických zariadení. Sada
12 AlxGa1−xN kalibračných vzoriek dopovaných Mg, určených na kvantifikáciu hĺbkových
profilov, bola pripravená metódou iónovej implantácie.

Posledná časť práce demonštruje možnosti metódy TOF-SIMS vo výskume hetero-
génnej katalýzy. Hlavným objektom nášho výskumu je dynamika oxidácie CO na CO2

pomocou O2 na polykryštalickom povrchu platiny za tlakov vysokého vákua. V tejto
práci prezentujem prvé TOF-SIMS pozorovanie časopriestorových vzorov v reálnom čase,
ktoré vznikajú v dôsledku rôzneho pokrytia povrchu Pt reaktantmi. Výsledky TOF-SIMS
experimentu boli porovnané s výsledkami podobného experimentu v rastrovacom elektró-
novom mikroskope (SEM).

Kľúčové slová

TOF-SIMS, analýza porúch polovodičových súčiastok, dynamická SIMS, AlGaN, kvantifi-
kácia, Mg dopovanie, iónová implantácia, statická SIMS, heterogénna katalýza,
reakčne-difúzne procesy, reakcia katalytickej CO oxidácie
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Introduction

The history of secondary ion mass spectrometry (SIMS) instruments dates back to
the early 1960s when the first magnetic sector SIMS assemblies were constructed [1].
The first time-of-flight secondary ion mass spectrometry (TOF-SIMS) devices were con-
structed about 20 years later, in the early 1980s [2]. Commercialization of the SIMS
method in recent decades has made this technique an accessible tool for the study of
the elemental composition of solid surfaces both in industry and academia. The uncea-
sing progress in the performance of SIMS components constantly opens up new application
possibilities. This work demonstrates two applications of TOF.SIMS 5 instrument from
the IONTOF company available at the CEITEC Nano laboratory. The third experiment
suggests the usage of TOF.SIMS 5 instrument for investigation of high voltage dies de-
fects, however in this work, only the method for their localization is proposed.

Compared with other conventional surface science techniques like AES, XPS, or LEIS,
the most significant advantage of the SIMS method is the high sensitivity to detect species
with atomic concentrations lower than one particle per billion. However, due to the matrix
effect, the high sensitivity is associated with the difficulty to convert the number of ionized
sputtered atoms into their concentration in the sample. The seriousness of other limitati-
ons depends on applications. The ultimate physical limit of spatial resolution reaches
10 nm. Typical static SIMS measurements have a spatial resolution of 1 µm, during which
about 1-10% of surface atoms are sputtered. Depth resolution reaches about 1 nm. Dyna-
mic SIMS measurements are by nature destructive. Returning to advantages, the SIMS
method can detect all periodic table elements and their isotopes. The detection of large
molecules is possible with cluster primary ion sources. Otherwise, the molecules break
into smaller ones.

TOF.SIMS 5 applications in our work cover both dynamic SIMS (DSIMS) and
static SIMS measurements (SSIMS). DSIMS depth profiling of Mg doped AlxGa1−xN
samples takes advantage of high sensitivity, while the matrix effect needs to be overcome.
The quantification of Mg concentration in various AlxGa1−xN samples finds application
in the characterization of MOCVD grown AlxGa1−xN heterostructures for optoelectronic
devices or high-power electronic devices. SSIMS monitoring of catalyzed CO oxidation
to CO2 over Pt surfaces takes advantage of high sensitivity and the possibility to moni-
tor elemental, isotopic, and molecular surface composition. The effect of the ion probe
on the surface reaction is examined. Our results show the first real-time observations of
spatiotemporal patterns of varying surface coverages. Spatiotemporal patterns observed
by TOF.SIMS 5 were compared with analogous scanning electron microscopy (SEM) ex-
periments.

This thesis consists of four chapters. In the first chapter, TOF-SIMS method is intro-
duced. In the second chapter, the experimental setup for localization of high voltage dies
defects on silicon wafers is proposed and tested on defective fast recovery diodes (FRD)
and trench insulated gate bipolar transistors (TIGBT). Measurement software with a gra-
phical user interface allowing both measurement automatization and data processing is
presented. In the third chapter, the quantification of Mg depth profiles in various AlGaN
samples by the RSF method is shown. Calibration samples prepared by ion implantation
allow the quantification of depth scale, quantification of matrix species, and quantification
of dopant concentrations. In the fourth chapter, the applicability of the SSIMS method
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in heterogeneous catalysis research is demonstrated. In the beginning, heterogeneous ca-
talysis and catalyzed CO oxidation to CO2 over Pt surfaces are introduced. After that,
TOF-SIMS and UHV-SEM observations of gas-phase- and temperature-induced processes
on Pt surfaces during the reaction of CO oxidation are presented.
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1. Time-of-flight secondary ion mass
spectrometry

Secondary ion mass spectrometry (SIMS) is a destructive surface science technique pro-
viding information about the elemental, isotopic, and molecular composition of solid sur-
faces. SIMS analysis is based on surface atoms sputtering by primary ions. The mass to
charge ratio of ionized sputtered atoms, i.e., secondary ions, is determined by the mass
spectrometer. The mass spectrometer defines the type of the SIMS instrument. Com-
monly used SIMS instrument types are magnetic sector SIMS instruments, quadrupole
SIMS instruments, and time-of-flight SIMS instruments. Since TOF.SIMS 5 [3] instru-
ment employed in this work belongs to the TOF-SIMS group, the following text primarily
aims to explain TOF-SIMS working principles.

1.1. Instrument overview
The main TOF-SIMS instrument parts are the primary ion gun, the sputter gun, the
mass spectrometer, the detector, and the vacuum system. The primary ion gun is used to
generate secondary ions, while the sputter gun serves for material removal during depth
profiling. Time-of-flight mass spectrometer separates accelerated secondary ions based
on the time necessary to hit the detector. The number of secondary ions is counted by
the detection system. The time-of-flight mass spectrometer working principle indicates
that secondary ions need to be split into pulses when analyzed. Secondary ion pulses
may be generated either by pulsed primary ion beam or pulsing of secondary ion beam.
TOF.SIMS 5 instrument at the CEITEC Nano laboratory utilizes a pulsed primary ion
beam. The vacuum system ensures minimal surface contamination, minimal scattering
of flying ions and protects electromagnetic lenses from electric discharges. Besides the
main parts, TOF-SIMS instruments are usually equipped with other devices, like ion
guns, detectors, etc., enabling a more comprehensive range of the instrument applicabi-
lity. A scheme of TOF.SIMS 5 instrument is displayed in Fig. 1.1.

TOF.SIMS 5 primary ion gun is composed of bismuth-manganese (Bi - Mn) liquid
metal ion source (LMIS), electromagnetic lenses, electrodes, and apertures forming and
focusing the primary ion beam onto the sample surface. Up to 30 keV bismuth primary ions
(Bi+, Bi+3 , Bi+2

3 , Bi+4 , Bi+2
5 ) are extracted from the sharp tungsten tip (source electrode) co-

vered with liquid Bi - Mn alloy. Liquid Bi - Mn is supplied from a heated reservoir attached
to the source electrode. A high-voltage extraction electrode provides the ion extraction,
and a suppressor electrode provides the stabilization of ion emission. In order to form
a pulse out of a DC1 ion beam, the primary ion gun is equipped with an electro-dyna-
mic mass filter. The first pulsing system of the mass filter (pre-chopper) cuts a short ion
package out of the DC beam. Since the ion package comprises multiple ions of the same
energy but different masses, the difference in velocity causes the pulse to widen. Therefore,
the second pulsing system (chopper) is added to selects a package containing ions of the
same mass and minimal energy spread (∼ 5 eV). The pulse width at the sample surface
may be further reduced from 101 ns to the sub-nanosecond range by a bunching system.

1direct current
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1.1. INSTRUMENT OVERVIEW

The pulse modified by the bunching system provides better mass resolution but worse
lateral resolution and increased energy spread. An electrostatic beam blanking system
stops the beam from hitting the sample when necessary. Scanning coils, stigmators, and
objective lens are placed at the end of the column. Primary ion gun scheme is displayed
in Fig. 1.2.

Fig. 1.1: TOF.SIMS 5 instrument scheme. Adapted from [4].

Material removal during depth profiling by TOF.SIMS 5 instrument is provided by
dual source column. O+

2 ions are used to enhance the yield of positively charged secondary
ions, while Cs+ ions are used to enhance the yield of negatively charged secondary ions.
Up to 2 keV O+

2 ions are created in the duoplasmatron ion source, and up to 2 keV Cs+ ions
are created in the surface ionization source. Besides the dual source column, TOF.SIMS 5
instrument at the CEITEC Nano laboratory is also equipped with Ar+ and O+

2 gas clus-
ter ion beam (GCIB) column. Up to 30 keV clusters composed of up to 5 000 atoms are
suitable for organic samples sputtering since sputtering by clusters preserves information
about chemical composition. Sample modifications or tomography measurements may be
done by 30 keV Ga+ focused ion beam (FIB). Nonconductive sample charging may be
compensated by an electron flood gun.

Time-of-flight mass spectrometer of TOF.SIMS 5 instrument is composed of electro-
des and deflectors tracing the pulse of secondary ions from the sample surface onto the
detection unit. Secondary ions are extracted by the extractor electrode, focused by a
three-electrode lens, and centered by a deflection unit. A pulse of secondary ions flying
through about a 2m long flight tube is sorted by a mass to charge ratio. Time t necessary
for secondary ions with mass m and charge q to fly through the tube of length D is:

t = D

√
m

2 · q ·∆U
, (1.1)
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CHAPTER 1. TOF-SIMS

where ∆U denotes extraction voltage. The difference in initial velocity of secondary ions is
compensated by the reflectron, i.e., ion mirror. Reflectron is composed of multiple parallel
electrodes reflecting the flying ions. Ions of the same mass but different initial energies fly
pathways of different lengths and hit the detector at the same time. 100% transmissivity
of secondary ions flying through the time-of-flight mass spectrometer and therefore also
high sensitivity makes TOF-SIMS instruments an ideal tool for analysis of surfaces, i.e.,
static SIMS. Another advantage of the time-of-flight mass spectrometer over the magnetic
sector is the unlimited detection mass range. During analysis of volumes, i.e., dynamic
SIMS, TOF-SIMS instruments exhibit lower sensitivity than magnetic sector equipped
SIMS instruments because the material cannot be sputtered and detected continuously.

Before hitting the detector, secondary ions are accelerated by the post acceleration
unit. The secondary ion detection system of TOF.SIMS 5 instrument is composed of the
multichannel plate (MCP), scintillator, photomultiplier, and other signal processing devi-
ces. MCP converts a signal of secondary ions to the signal of electrons, which is converted
by scintillator to the signal of photons. The signal of photons is outside the vacuum
further processed and converted to the mass spectrum. Time-of-flight mass spectrometer
with detection system is displayed in Fig. 1.2. Besides secondary ion detection system,
TOF.SIMS 5 instrument at the CEITEC Nano laboratory is also equipped with the de-
tector of secondary electrons.

Fig. 1.2: (left) Primary ion gun scheme. (right) Scheme of time-of-flight mass spectrometer
with detection system. Adapted from [5].

5



1.2. SIMS MEASUREMENT

The vacuum system of TOF.SIMS 5 instrument is composed of the main vacuum
chamber, loadlock chamber, vacuum pumps, vacuum gauges, and a set of valves. Ultrahigh
vacuum (UHV) conditions (< 10−7 Pa) in the main microscope chamber, ion columns,
and TOF analyzer are maintained by a turbomolecular pump backed by a rotary pump.
A titanium sublimation pump may further improve UHV conditions. Penning gauges
monitor the pressure in various vacuum system parts. The yield of positively charged
secondary ions may be enhanced by oxygen flooding through an automated flow regulating
valve. The main chamber is equipped with a 5-axis manipulator allowing rotation, tilt, and
XYZ positioning. Sample temperature can be decreased by liquid nitrogen cold finger or
increased by a resistive heater with a temperature controller. Temperature measurement
is provided by a type K thermocouple (chromel/alumel).

1.2. SIMS Measurement
Typical outputs of TOF-SIMS measurements are a mass spectrum, a depth profile, and
a lateral sample map. Mass spectrum plots a number of detected ions as a function of mass
to charge ratio. The vast majority of secondary ions exist in either −1 or +1 charge state.
The biggest challenge in mass spectrum processing is mass interference. Mass interference
may be partially suppressed by decreasing a primary ion beam pulse width and therefore
increasing a mass resolution. Depth profile plots a number of detected ions as a function
of sputter time. The mass range for the depth profile is selected in the mass spectrum.
The lateral sample map shows a distribution of secondary ions from a certain mass range
in 2D space. The lateral resolution depends on the primary ion gun settings and typically
ranges from 10 µm to about 50 nm. 3D model of the sample may be reconstructed by
combining depth profile with lateral map. A data processing software SurfaceLab 6 from
the IONTOF company provides calibration of mass spectra, calibration of depth scale,
calibration of concentration, and definition of own regions of interest (ROI) for each graph.

1.3. Ion beam - target interaction
Energetic primary ions transfer energy to surface atoms when impinging. If the energy
transferred to surface atoms exceeds their bonding energy, surface atoms may be sput-
tered. Typical sputtering threshold energies range from 15 eV to 40 eV [4]. The transfer
of energy between target atoms induces collision cascades in the material. Collisions wi-
thin the cascade may be either elastic or inelastic. Elastic energy losses, also known as
nuclear stopping, describe interactions between the moving projectile and target nuclei.
Inelastic energy losses, also known as electronic stopping, describe interactions between
the moving projectile and target electrons. The energy loss of projectile per unit path
length (dE/dx), i.e. the stopping power, is defined as the sum of nuclear (dE/dx)n and
electronic (dE/dx)e stopping [6]:(

dE
dx

)
=

(
dE
dx

)
n
+

(
dE
dx

)
e
. (1.2)

Elastic collisions result in a change of projectile and target particle trajectories. Inelastic
collisions result in electron excitations, while trajectories are preserved.

6



CHAPTER 1. TOF-SIMS

The final velocities and trajectories of two isolated particles colliding elastically can
be found by applying momentum and energy conservation principles. In the following
equations, we assume a moving projectile and stationary target particle. Schematics of
a binary collision is displayed in Fig. 1.3.

Fig. 1.3: Schematics of a binary collision. Moving projectile with mass m1 and intitial
energy E0 elastically collides with stationary target particle with mass m2. Taken from [4].

Scattering angles of the two particles in laboratory coordinates may be expressed as [6]:

ϕ1 = tan−1 m2 sin θ

m1 +m2 cos θ , ϕ2 =
π − θ

2
, (1.3)

where ϕ1 denotes projectile scattering angle, m1 is projectile mass, ϕ2 is target particle
scattering angle, m2 is target particle mass, and θ is the scattering angle in center-of-mass
coordinates. The center-of-mass scattering angle may be expressed as [6]:

θ = π − 2

∫ ∞

rmin.

b dr
r2
√
1− V (r)

1
2
µv20

− b2

r2

, (1.4)

where b denotes the impact parameter, i.e., the distance of closest approach of the two
particles with the absence of the interaction, rmin. is the distance of closes approach, r
is the distance of the two particles, µ = m1m2

m1+m2
is the reduced mass, v0 is the projectile

incident velocity, V (r) is the interatomic potential, e.g., screened Coulomb potential.
The energy of projectile after collision E1 equals [7]:

E1 = E0

((
m2

2 −m2
1 sin2 ϕ1

)1/2
+m1 cosϕ1

m1 +m2

)2

, (1.5)

where E0 denotes the energy of the projectile before the collision. The energy of the target
particle after the collision E2 equals [7]:

E2 = E0
4m1m2

(m1 +m2)
2 cos2 ϕ2. (1.6)

The probability of projectile scattering into angle ϕ1 is proportional to the scattering
cross-section σ [7]:

σ (ϕ1) =

(
Z1Z2e

2

4E0

)2
4

sin4 ϕ1

(
cosϕ1 +

[
1− (m1/m2)

2 sin2 ϕ1

]1/2)2
[
1− (m1/m2)

2 sin2 ϕ1

]1/2 , (1.7)
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1.3. ION BEAM - TARGET INTERACTION

where Z1 denotes a projectile atomic number, Z1 is the target particle atomic number,
and e is the elementary charge.
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2. Localization of high voltage dies defects

This part of the thesis is concerned with developing a fully automated, easy-to-control,
and reliable method for failure analysis of defective chips supplied by ON Semiconductor
company. Functionality of the measurement assembly was verified by the inspection of two
6-inch wafers. One wafer contains 300 TIGBT (Trench Insulated Gate Bipolar Transistor)
dies, and the other contains 579 FRD (Fast Recovery Diode) dies, see Fig. 2.1. Our pri-
mary aim was to localize defects within the active area of FRD dies, and the source area
of TIGBT dies. In order to localize defects with micrometer accuracy, leakage current
tests at various die positions were carried out. Our setup’s main building blocks are
a semi-automated 4-probe station from Cascade Microtech, electrometer Keithley 6517B
with a build-in 1 kV voltage source, and control software with a graphical user inter-
face (GUI). The measurement software, fully developed within this project, allows both
controlling experimental setup and processing measured data. Localization of defects is
necessary for their further characterization by the SIMS (Secondary Ion Mass Spectrome-
try) technique.

Fig. 2.1: 6-inch wafer with 300 TIGBT dies. Typical sample supplied by the ON Semi-
conductor company.

2.1. Experimental setup
Semi-automated 4-probe system Cascade Microtech SUMMIT 12000 is an ideal tool for
precise on-wafer device characterization. Analytical EMI1 shielded microchamber with
guarded vacuum chuck is suitable for ultra-low noise measurements and leakage current
tests of power devices on silicon wafers. Sample navigation with micrometer accuracy is
carried out by 4-axis motorized positioning system. Besides that, the 4-probe system is
equipped with a microscope imaging video system for precise navigation around the sam-
ple. Manipulation with the probe station, e.g., chuck positioning, microscope operation, or

1electromagnetic interference
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partial measurement automatization, is provided by the Velox software. The Velox soft-
ware and, thereby also the whole probe station can be controlled from a client computer
via a GPIB2 interface.

Voltage sweeping and leakage current measurements up to 1mA are provided by
Keithley 6517B electrometer. The main reason to choose Keithley 6517B electrometer
is a built-in 1 kV voltage source. Other voltage sources available at the CEITEC Nano
laboratory operate at much lower voltages (usually up to 200V). Another advantage of
Keithley 6517B electrometer is a built-in diode leakage current test sequence defined by
start voltage, stop voltage, step voltage, and time delay between steps. The electrometer
can be controlled from a client computer via a GPIB interface as well.

Communication of a control computer with SUMMIT 12000 probe station and Keithley
6517B electrometer is realized via a GPIB cable and National Instruments GPIB–USB-B
adapter. Both SUMMIT 12000 probe station and Keithley 6517B electrometer support
standard commands for programmable instruments (SCPI). A control program of the ex-
perimental setup is written in a Python programing language, see Sec. 2.2.

The whole experimental setup is displayed in Fig. 2.2.

Fig. 2.2: Experimental setup. A - semi-automated 4-probe system Cascade Microtech
SUMMIT 12000; B – computer with control software; C - Keithley 6517B electrometer.

2.2. Measurement software
The measurement software is divided into the EXPERIMENT part, used for controlling
all instruments in the experimental setup, and the DATA part, used for measured data
processing.

2general purpose interface bus
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2. LOCALIZATION OF HIGH VOLTAGE DIES DEFECTS

2.2.1. Control of instruments
Analyzing hundreds of dies at one round undoubtedly requires a full automatization of
the measurement process. The total number of measurement positions equals the number
of analyzed dies multiplied by the number of positions within one die necessary for precise
localization of defects with few micrometers in size. Analysis of dies with tens of millime-
ters in width and height typically requires hundreds of measurement positions within the
die. However, due to the increasing density of measurement positions, wafer local tempe-
rature during the analysis may increase significantly. Elevated local temperature affects
the measurement results. In the worst case, the die may get damaged. The overheating
problem can be solved by adding a time delay between measurement steps. However,
adding a pause between measurement steps may extensively prolong the analysis time.
Less time-consuming overheating elimination can be achieved by designing sophisticated
measurement sequences where every measurement position is followed by a measurement
position at a much cooler part of the wafer. Each analytical step is defined by time, tes-
ting voltage, and two position parameters, namely, die number, and subdie number, i.e.,
the position within the die. Die response to one analytical step is a leakage current value.
Various sequences of analytical steps can provide faster wafer analysis with suppressed
local overheating. In order to comfortably define sophisticated measurement sequences,
control software with a graphical user interface needs to be developed.

A control software with GUI developed as a part of this project is displayed in Fig. 2.3
and Fig. 2.4. Before each measurement, the user needs to select one of sixteen availa-
ble die scanning sequences (D01-D16), one of nine available subdie scanning sequences
(S01-S09), and one of three available voltage sequences (V01-V03). Available scanning
sequences include sawtooth and zigzag sequences with various initial positions and initial
scanning directions (left-right, right-left, bottom-up, up-bottom). The user may also prio-
ritize specific dies or define completely new scanning sequences. The first voltage sequence
has a regular voltage step and does not include a time delay. The second voltage sequence
has a regular voltage step and includes a time delay. The third voltage sequence is enti-
rely defined by the user. The order in which the user selects die (D--), subdie (S--), and
voltage (V--) sequences affects the final measurement sequence. According to the selected
sequence, the user defines related measurement parameters like first voltage, last voltage,
voltage step, time delay, die width, die height, and subdie mesh parameters. Subsequently,
the user selects on the wafer map dies for analysis and on the die map subdies for analysis.
A detailed measurement sequence and listing of measurement parameters are displayed
in the overview window. After the final check of entered data, the user starts the measu-
rement. The running measurement can be paused or stopped at any time of the analysis.

The main output of each measurement is a .txt file containing information about each
analytical step, namely, time, die number, subdie number, testing voltage, and leakage
current. The output file is supplemented with new data after each analytical step. All
further data processing uses the data from this file. Additional output files are a .txt file
containing information about measurement parameters and a screenshot of the wafer map
with analyzed dies. To make the software even more user-friendly, we added a function
of saving and loading own measurement setups. The primary purpose of this feature is
to make the process of measurement initialization much quicker. In the case of supplying
new wafers with different geometries by ON Semiconductor company, the user can easily
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define and load a new wafer map into the GUI. The program communicates with the user
by error and information message boxes.

Fig. 2.3: EXPERIMENT part of the control software. A – selection of scanning
sequence; B – definition of measurement parameters; C – space for notes; D –
start/pause/resume/stop measurement buttons; E – wafer map (nonselected dies – white,
selected dies – blue, prioritized dies – red, background – yellow); F – overview window;
G – other advanced options. Error message boxes guide the user to the measurement
initialization.

Fig. 2.4: Die map for subdie selection (nonselected subdies – white, selected subdies – blue,
background – yellow).

2.2.2. Data processing
Processing data from thousands of analytical steps requires data processing software with
a GUI too. The best solution for data analysis seems to be an output of three different gra-
phs, namely, subdie IV curve (see Fig. 2.5), wafer color bitmap where each leakage current
value at specific testing voltage is represented by a unique color shade (see Fig. 2.6), and
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a histogram representing a number of subdies with leakage currents lying in a speci-
fic leakage current range (see Fig. 2.6). The x-axis in the histogram represents leakage
current values; the y-axis represents the total number of subdies in a specific small le-
akage current range. Each histogram refers to a particular testing voltage. The selection
of leakage current range for a color bitmap is based on the histogram graph. Subdies with
leakage currents below the minimal value of the leakage current range are marked by
a red color, measurement positions with the leakage currents above the maximal value of
the leakage current range are marked by a dark blue color.

Fig. 2.5: Subdie IV curve graph (original software output).

Fig. 2.6: Histogram (left) and color bitmaps (right) (original software outputs). Both color
bitmaps originate from the same measurement output file. A different leakage current
range causes the difference in visual. The upper color bitmap is plotted for the whole
leakage current range displayed in the histogram, while the lower color bitmap is plotted
only for the leakage current range highlighted with a red color.

The graphical user interface for data processing is displayed in Fig. 2.7. The user is
free to load any .txt file containing measurement data from previous or currently running
measurements. As we have mentioned before, the user can let the program plot any of the
three available graphs: IV curve, color bitmap, or histogram. What is more, the user is free

13



2.3. RESULTS

to select dies, subdies, testing voltages, and leakage current ranges for which the graph
will be plotted. In practice, the user is free to choose various regions of interest for each
graph, e.g., whole wafer, single subdie, single die, specific leakage current range, single
testing voltage, etc.

Fig. 2.7: DATA part of the control software. A – wafer map for die selection (non-measured
dies - white, measured dies – green, dies selected for plotting – blue, background – yellow);
B – die map for subdie selection (dies nonselected for plotting – white, dies selected for
plotting – blue, background – yellow); C – subdie mesh parameters; D – buttons for plot-
ting IV curve/histogram/own histogram/color bitmap/all graphs at once; E – definition
of leakage current ranges and testing voltages for plotting.

Previous software description shows that the program developed as a part of this
project makes the whole process of measurement initialization and data processing much
easier and less time-consuming. What is more, all programming work carried out during
the process of experiment tuning may be incorporated into one well-arranged software.
The whole program was written in Python programing language. The software runs in
the Spyder 3.3.6 environment, which is a part of the Anaconda 2019.10 distribution
with Python 3.7 version. Control PC with measurement software is running on Windows
10 Home 64-bit operating system. Communication with SUMMIT 12000 probe station
and Keithley 6517B electrometer provides the PyVISA package; data graphing provides
the Matplotlib package. The whole graphical user interface is written in TkInter package
commands.

2.3. Results
Measurements results are divided into TIGBT (Trench Insulated Gate Bipolar Transistor)
and FRD (Fast Recovery Diode) sections.
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2.3.1. TIGBT
Since ON Semiconductor unveiled defective TIGBT dies and positions of defects for us,
our strategy changed to the reproduction of ON Semiconductor results. This knowledge
allowed us to concern test measurements on a smaller area of the wafer containing both de-
fective and good chips. Subdie density was high (1000 subdies per die) since the increasing
subdie density increases the probability of precise defect localization. During the process
of software testing, we performed a lot of test measurements. Results of the most repre-
sentative measurement are discussed and displayed below. Good chips are compared with
defective ones.

To start with, a difference in leakage currents between defective chips and good chips
was significant for all testing voltages. What is more, we were able to observe a characte-
ristic pattern that occurs on every color bitmap at each testing voltage. The characteristic
pattern occurs both on defective and good chips but with shifted leakage current values for
each subdie. A leakage current shift can be observed on a subdie IV curve graph displayed
in Fig. 2.8. Both IV curves come from the equal positions on a defective and a good chip.
Unfortunately, the origin of the observed pattern is unknown to us. Correlation between
the defect position and areas on the chip with higher leakage currents was not observed. It
means that defective chips were successfully revealed; however, defects within chips were
not localized.

Fig. 2.8: IV curve of one defective chip (black curve) and good chip (red curve). Both IV
curves come from equal positions.

In Fig. 2.9, a measurement of two defective and three good TIGBT dies is displayed.
Each transistor was fragmentized into a matrix of 31×33 subdies. A red pattern inside each
die in Fig. 2.9 represents a gate area of the transistor. This area was not tested (altogether,
73 subdies for each die were skipped). Parameters of voltage sequence are: 10V first
voltage, 10V voltage step, 70V last voltage, and 0.5 s time delay. Altogether, ca. 76 000
analytical steps in a ca. 45-hours lasting measurement were performed. The analysis was
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performed with a D07S01V02 scanning mode: whole leakage current test sequence was
carried out on each subdie; scanning over subdies was performed in a sawtooth mode;
after scanning the whole die, the positioner moved to the next die; scanning over dies
was analogous to scanning over subdies. Between each leakage current test sequence was
a 15 s pause.

Fig. 2.9: Color bitmaps of defective and good TIGBT dies (the die in an upper right corner
was not measured). Each die exhibits the same pattern, i.e., higher current at the borders,
lower current in the center.

2.3.2. FRD
The measurement strategy for FRD dies is similar to the measurement strategy for TIGBT
dies. ON Semiconductor unveiled defective dies for us; therefore, the analysis focused
on a smaller area of the wafer containing both defective and good chips. Each die was
fragmentized into a matrix of 10×30 subdies. Even though we have performed several
long-lasting measurements, defects could not be localized. On the other hand, we were
successful in repetitive observations of characteristic patterns on every die at each testing
voltage, see Fig. 2.10. After etching the top alumina passivation layer, a new characteristic
pattern was observed, see Fig. 2.11.
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Fig. 2.10: (left) A typical pattern observed on every FRD die. (right) Deviation from the
characteristic pattern.

Fig. 2.11: A typical pattern observed on every FRD die with an etched top aluminum
passivation layer.

Although the pattern could be observed on every die, some dies exhibited deviation
from the characteristic pattern, see, Fig. 2.10. Therefore, dies with patterns deviating from
the characteristic pattern were further studied with an optical microscope, which revealed
a melted edge of the die, see Fig. 2.12. The edge was melted during test measurements
and did not originate from the fabrication.

Fig. 2.12: Six FRD dies with a characteristic pattern and one FRD die with a deviated
pattern. A light micrograph shows the melted edge of the die. A – a pair of grooves in
the aluminum passivation layer created by a pair of probes touching the die surface during
analysis; B – melted edge of the die.

Since macroscopic defects displayed in Fig. 2.12 were created during the measurement
process, we tried to find out the exact moment of the defect creation, i.e., an analytical step
after which the defect appeared. This information could potentially reveal a weak area
of the chip. The most effective way to reveal the defect creation was to scan the whole
chip area after each analytical step. For this purpose, we enhanced the measurement
software with a scanner function. Because of a limited field of view of the SUMMIT 12000
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microscope, each scan consists of nine overlapping pictures at different chip positions, see
Fig. 2.13. The defect creation was not observed yet.

Fig. 2.13: Two different scans of one FRD die. Scan after the first analytical step (left), scan
after the last analytical step (right). Scanning is normally performed after each analytical
step. Since defects were created only on edges, a middle picture is missing. Dark shades
at the bottom of the figure are measurement probes.
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3. Dynamic SIMS quantification of Mg
dopants in AlxGa1−xN structures

Due to electronic properties and good thermal stability, multilayered AlxGa1−xN he-
terostructures are promising candidates for the commercial production of optoelectro-
nic devices, high-power, and high-frequency electronic devices. The desired performance
of AlxGa1−xN heterostructures is often achieved by introducing various impurities (H,
Mg, Si) into selected AlxGa1−xN layers. Thus, the resulting structure consists of mul-
tiple AlxGa1−xN layers of different widths (typically from 100 nm to 102 nm), different
AlN mole fractions (x ∈ ⟨0, 1⟩), and different doping concentrations (typically around
1019 at.cm−3). The frequently used fabrication technique for multilayered AlxGa1−xN he-
terostructures is metal-organic vapor-phase epitaxy (MOVPE). The concentration of do-
pants in the growing layer is controlled by the flow of dopant precursors in the reactor.
However, desorption of preadsorbed dopants from the reactor walls may cause unwanted
doping of later growing layers. Another unwanted phenomenon is the bulk diffusion of do-
pants at elevated temperatures during the growth or activation treatment. Fine-tuning of
the manufacturing parameters, therefore, requires precise characterization of test samples.
Due to high sensitivity and good depth resolution, dynamic SIMS (DSIMS) is an ideal
method for characterizing doped AlxGa1−xN heterostructures. The biggest challenge in
the quantitative DSIMS analysis of multilayered AlxGa1−xN heterostructures with vary-
ing AlN mole fraction remains a matrix effect that causes hardly predictable relation
between the signal of secondary ions and concentration of sputtered species. Therefore,
a suitable quantification method for the signal of secondary ions needs to be developed.

CEITEC Nano laboratory cooperates with the ON Semiconductor company on the cha-
racterization of multilayered AlxGa1−xN heterostructures for high electron mobility tran-
sistors (HEMT). Typically Mg doped multilayered AlxGa1−xN heterostructures are cha-
racterized by TOF-SIMS instrument TOF.SIMS 5 from the IONTOF company. The first
quantification method for H/C/O/Mg dopant concentrations in GaN samples using
TOF.SIMS 5 instrument was proposed in the author’s bachelor thesis [8]. The proposed
method was based on the work of Gu et al. [9,10]; however, doped AlxGa1−xN calibration
samples with higher AlN mole fractions were missing in the bachelor thesis. Therefore, 12
new AlxGa1−xN calibration samples with x ∈ {0, 0.065, 0.13, 0.26, 0.31, 0.33, 0.42, 0.6, 0.7,
0.9, 1} were prepared by Mg ion implantation at the Uppsala University (Sweden), and
extended calibration curves are presented. While Gu et al. [9, 10] employed the SIMS
instrument equipped with a magnetic sector, our work is aimed at the SIMS instrument
equipped with a time-of-flight mass analyzer. Otherwise, the methods do not differ signi-
ficantly.

3.1. Mg doped AlxGa1−xN
AlxGa1−xN is an III-V semiconductor formed by bonding a group III aluminum (Al)
and gallium (Ga) with a group V nitrogen (N). Depending on the AlN mole fraction,
either binary gallium nitride (GaN), binary aluminum nitride (AlN), or various ternary
aluminum gallium nitride alloys (AlxGa1−xN) may be formed. The entire composition
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range between GaN and AlN is allowed [11]. The thermodynamically stable phase of
AlxGa1−xN compounds at normal temperatures and atmospheric pressure is a wurtzite
structure [12]. The symmetry of the wurtzite structure causes spontaneous polarization
and allows piezoelectric polarization upon external strain [13]. Lattice parameters and
bandgap structure of AlxGa1−xN alloys are tunable between the values of two end mem-
bers, namely GaN and AlN, by AlN mole fraction [11] [14]. 3.43 eV direct bandgap of
GaN and 6.11 eV direct bandgap of AlN indicate that AlxGa1−xN compounds are suitable
for the fabrication of ultraviolet and deep-ultraviolet optoelectronic devices operating be-
tween 200–365 nm wavelengths, e.g., laser diodes (LD) or light-emitting diodes (LED).
Carrier mobility depends on doping concentration and defect concentration caused pri-
marily by the lattice constant mismatch between neighboring layers. Common intentional
impurities in AlxGa1−xN compounds are Si and Mg. Si donors with typical concentrations
of 1017–1019 at.cm−3 are used to create n-type regions, while Mg acceptors with typical
concentrations around 1018 at.cm−3 are used to form p-type regions [9]. Common unin-
tentional impurities introduced into the material from precursors and reactor impurities
during chemical vapor deposition (CVD) are O, which acts as a shallow donor, and C,
which acts either as acceptor or donor. H doping results in neutralization of dopants and,
therefore, higher resistivity.

An extensive review of AlxGa1−xN metal-organic chemical vapor deposition (MOCVD)
growth was published by Tang et al. [12]. Typical precursors for the growth of AlxGa1−xN
heterostructures are Al (CH3)3, trimethylaluminum (TMAl), Ga (CH3)3, trimethylgallium
(TMGa), and NH3, which are introduced into the reactor chamber together with H2 and
N2 carrier gasses. Mg doping is provided by adding bis-(cyclopentadienyl)-magnesium
(Cp2Mg) precursor into the gas flow. Gas-phase precursors introduced into the reaction
chamber chemically react to form growth precursors. After adsorption and subsequent
diffusion to the growing sites on the substrate, matrix and dopant materials are incor-
porated into the growing film. Reaction by-products are released from the surface and
carried by the flow away from the reactor. In terms of defect densities, the quality of mul-
tilayered AlxGa1−xN heterostructures depends on the lattice constant and thermal expan-
sion difference between the substrate and growing layer. Therefore an ideal substrate for
AlxGa1−xN heterostructures is highly crystalline AlN single-crystal, typically growing on
Si(111), silicon carbide (SiC(0001)), or sapphire (Al2O3) at temperatures around 2000 ◦C.
The substrate temperature during AlxGa1−xN growth is usually kept around 1050 ◦C,
which is sufficient for NH3 decomposition and surface mobility of strongly bonding Al
precursors.

After the fabrication of Mg doped AlxGa1−xN structures, an activation treatment
needs to be performed in order to obtain higher p-AlxGa1−xN conductivity. The gene-
ration of holes is usually carried out by a low-energy electron beam irradiation treatment
(LEEBI), a microwave treatment, and thermal annealing treatment [15]. However, due
to the relatively high activation energy of Mg acceptors in AlxGa1−xN structures ranging
from 170meV for GaN to 510meV for AlN, the efficiency of conventional activation pro-
cedures remains low [16]. Mg concentration of 1 · 1019 at.cm−3 typically corresponds to
around a hundred times lower concentration of free holes [17]. Activation energy may be
lowered by techniques of Mg-Zn, Mg-Si, Mg-O co-doping, delta doping, or superlattice
doping [16]. H passivation is another phenomenon decreasing the free hole concentration
in Mg doped AlxGa1−xN structures. H impurities introduced during MOCVD growth are
typically removed by annealing in N2 surrounding atmosphere at temperatures below
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850 ◦C or by rapid thermal annealing [18]. Improper activation treatment may enhance
unwanted diffusion of Mg dopants into adjacent layers of AlxGa1−xN heterostructures.
According to Köhler et al. [19], the activation barrier for Mg diffusivity in GaN reaches
5.0 eV, while the activation barrier for Mg diffusivity in Al0.1Ga0.9N reaches 5.2 eV.

Comparison of p-GaN metal-oxide semiconductor field effect transistors (MOSFET)
with AlGaN/GaN high electron mobility transistors (HEMT) shows that HEMTs exhi-
bit much lower channel on-resistivity than widely used MOSFETs [20]. A huge diffe-
rence in mobility stems from the fact that conduction electrons in p-GaN MOSFETs
occupy the same space as ionized impurities and, therefore, get easily scattered. On
the other hand, conductive electrons in HEMTs are localized in two dimensional electron
gas (2DEG) at the undoped interface of the AlGaN/GaN heterostructure. Enhanced
electron mobility and high thermal stability make AlGaN/GaN HEMTs excellent can-
didates for high switching frequency power applications. Due to the spontaneous polari-
zation of wurtzite AlGaN/GaN structures, 2DEG is formed at the interface even at zero
external voltages. Therefore, AlGaN/GaN HEMTs are normally ON devices, see Fig. 3.1a.
However, for the simplicity of electric circuit designs, normally OFF devices are usually
preferred. Transformation of normally ON AlGaN/GaN HEMT into normally OFF devices
may be achieved by adding Mg doped GaN layer causing carrier depletion from 2DEG [21].
The final structure is composed of a substrate, GaN channel layer, AlGaN barrier layer,
a p-GaN cap layer, and a metallic gate electrode, see Fig. 3.1b. The gate-source vol-
tage varies 2DEG channel density and thereby directly controls the source-drain current
flow. A comparison of conduction band energy diagrams for p-GaN/Al0.15Ga0.75N/GaN
structure and Al0.15Ga0.75N/GaN structure is displayed in Fig. 3.1c.

Fig. 3.1: a: schematics of normally ON AlGaN/GaN HEMT, b: schematics of nor-
mally OFF p-GaN/AlGaN/GaN HEMT, c: comparison of conduction band energy
diagram of normally ON Al0.15Ga0.75N/GaN HEMT (black) and normally OFF
p-GaN/Al0.15Ga0.75N/GaN HEMT (red). Taken from [21].

3.2. Depth profiling
Depth profiling by TOF-SIMS is a destructive process periodically alternating between
the analysis of surface composition and material sputtering, providing penetration into
depth, see Fig. 3.2. The output of the DSIMS measurement is the signal of secondary ions
as a function of sputter time. In order to obtain quantitative information about the sample
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composition, sputter time needs to be converted into depth, and the signal of secondary
ions needs to be converted into concentration. Despite excellent sensitivity (101 ppb) and
good depth resolution (100 nm), the quantification of depth profiles is exceedingly difficult
due to the strong matrix effect. In DSIMS measurements, the term matrix effect denotes
a hardly predictable influence of any element, whose concentration in bulk exceeds one
atomic percent, on the yield of secondary ions. The most reliable method for quantifying
impurity concentrations below one atomic percent in a known matrix is a comparative
RSF (relative sensitivity factor) method. In the beginning, the RSF coefficient for a cer-
tain impurity in a known matrix is determined by measuring the calibration sample. Then,
the RSF coefficient is used in calculations converting the intensity of the impurity signal
from the sample with identical matrix composition into concentration.

Fig. 3.2: Scheme illustrating depth profiling by DSIMS method. Taken from [22].

Before a detailed RSF method description, pitfalls of depth profiling will be discussed
briefly. While in SSIMS measurements, about 1–10% of the upper 2 nm of the surface
are damaged by impinging primary ions, significant surface damage induced during ma-
terial sputtering in DSIMS measurements brings several phenomena which need to be
considered when designing experiments [4]. The most significant phenomenon affecting
the depth resolution of DSIMS measurements is the effect of atomic mixing. The mixing
of near-surface atoms and their penetration into greater depths results from the knock-on
of atoms in collision cascades caused by energetic ion impact. Interfaces in depth profiles
then appear broad. In the worst case, periodic thin layer structures disappear entirely.
Atomic mixing can be minimized by decreasing the angle between the ion beam and
sample surface, decreasing the energy of impinging ions, or increasing the ion mass to
charge ratio [4]. Another phenomenon lowering the depth resolution of DSIMS measure-
ments is a crater edge effect. The crater edge effect describes the detection of secondary
ions originating from crater edges, i.e., the detection of secondary ions from shallower
layers. The suppression of the crater edge effect may be achieved by optical or electro-
nic gating, i.e., filtering out the signal from near edge areas. In TOF-SIMS instruments,
the crater edge effect may be removed by sputtering a larger crater than the analyzed
area. The influence of surface topography on depth resolution is referred to as the cra-
ter base effect. Since surface sputtering follows the surface topography, dust particles,
scratches, voids, or steps cause detection of secondary ions from various depths, resulting
in worsened depth resolution. On the other hand, smooth surface, however not parallel
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with subsurface interface, causes spatial reaching of the interface at different times, and
therefore the interface appears broad. Steps on the crater base may also be created due to
different sputtering rates of various crater areas, i.e., preferential sputtering. This pheno-
menon is particularly significant on polycrystalline samples where preferential sputtering
of various grain orientations causes surface roughening. Surface roughening may be sup-
pressed by sample rotation during the analysis. In general, the crater base effect may be
suppressed by proper sample preparation (removal of dust particles, preparation of sur-
faces parallel with interfaces, etc.). In some cases, the crater base effect may be revealed
by plotting a 3D model of the measured sample.

3.2.1. The RSF method
Theoretically, the signal of secondary ions ID of the element D in DSIMS measurements
may be quantified based on the current of primary ions IP, sputter yield YD of the element
D, ionization probability P±

D of the element D, and the instrument transmissivity f [9]:

CD =
ID

IP · YD · P±
D · f

. (3.1)

CD denotes the concentration of the element D. Sputter yield determines the number of
atoms sputtered per incident primary ion; ionization probability determines the fraction of
ionized atoms out of sputtered atoms; instrument transmissivity determines the fraction
of detected ions out of ionized atoms. In real experiments, ID, IP, YD, and f may be easily
measured or calculated. On the other hand, ionization probability P±

D , strongly depending
on the matrix composition and primary ions, is hardly determinable. Therefore, practical
applications of Eq. (3.1) are considerably limited.

As already outlined, the RSF method is a widely used method for concentration quan-
tification in DSIMS measurements. According to the RSF method, concentration CD of
the element D is calculated based on the secondary ion signal ID of the element D,
the secondary ion signal IM of the matrix element M, concentration CM of the matrix
element M, and relative sensitivity factor RSF [4]:

CD = RSF · ID · CM

IM
. (3.2)

The signal of secondary ions ID and IM is determined by DSIMS measurement, while
the product RSF · CM is determined by the measurement of calibration samples with
known concentration CD. The matrix composition of the calibration sample is identical to
the matrix composition of the examined sample. Since elements with concentrations ex-
ceeding ca. 1% of the bulk concentration significantly affect the signal of matrix elements,
the concentration of element D in examined sample and calibration sample cannot exceed
1% of the bulk concentration. RSF can be then calculated according to the following
equation [9]:

RSF =
CD · IM

ID · CM
= const., for 0.01 · CM & CD ∧ CM = const. (3.3)

Analytical conditions during the measurement of the calibration sample should differ
minimally from the analytical conditions during the measurement of the examined sample.
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Another way of RSF determination is a DSIMS depth profiling of calibration samples
prepared by ion implantation. Element D implanted into the sample with known matrix
composition forms an implantation profile, and RSF is then calculated via [4]:

RSF =
δ · IM · C · t

d
∑

ID − d
∑

IDB · C
, (3.4)

where δ denotes implantation dose, IM denotes the secondary ion signal of the matrix ele-
ment M, C denotes the number of analytical cycles, t denotes the analysis time, d denotes
crater depth, ID denotes the secondary ion signal of the element D, and IDB represents
the background signal. The oxygen enhanced ID signal during initial analytical cycles ne-
eds to be omitted when calculating RSF via Eq. (3.4).

A typical implantation profile is displayed in Fig. 3.3. The energy of implanted ions
should be high enough to minimize the fraction of backscattered ions from the sample
surface during the implantation. At the same time, the implantation profile needs to be
localized close to the sample surface to minimize the time necessary for a full profile
DSIMS measurement. The concentration of the majority of implanted ions should exceed
the detection limit of the instrument, but at the same time, maximal concentration in
the implantation peak has to surpass 1% of the bulk concentration. Implantation para-
meters are usually determined by simulations in the TRIM software. Typical input pa-
rameters for TRIM1 simulations are ion type, ion energy, implantation angle, and target
composition (stoichiometry, density, etc.). The output of the simulation is an implan-
tation profile plot. Y-axis conversion to concentration is obtained after multiplication by
implantation dose ([at.cm−2]). The implantation peak position is given by ion energy.

Fig. 3.3: Typical DSIMS depth profile of an implanted calibration sample used for deter-
mination of RSF coefficient. Adapted from [4].

3.3. Experiment
The experimental part is divided into the preparation of calibration samples and their
subsequent depth profiling by the TOF.SIMS 5 instrument.

1the Transport of Ions in Matter
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3.3.1. Sample preparation
For quantification of Mg concentration in various AlxGa1−xN samples measured by
TOF.SIMS 5 instrument, a set of 12 calibration samples was prepared. Since the quan-
tification is based on the RSF method, calibration samples were prepared by ion im-
plantation. Pure AlxGa1−xN samples were available in the laboratory; therefore, our tasks
were reduced to the sample preparation for ion implantation. Ion implantation was perfor-
med by a 350 kV high-current implanter at the Tandem Laboratory of Uppsala University
(Sweden), operated by Sotirios Droulias. Matrix composition of calibration samples covers
the whole AlN mole fraction range between GaN and AlN: x ∈ {0, 0.065, 0.13, 0.26, 0.31,
0.33, 0.42, 0.6, 0.7, 0.9, 1}. The minimal thickness of AlxGa1−xN layers reaches 300 nm.
AlxGa1−xN layers were grown on AlN substrate, which was grown on Si substrate.

Parameters for ion implantation were chosen by TRIM simulations. The optimal im-
plantation peak position was found for Mg ions with an energy of 75 keV. The Mg im-
plantation peak of GaN sample is located at 75 nm depth, Mg implantation peak of
AlN sample is located at 103 nm depth. The optimal implantation dose was determined
to 3.0 · 1014 at.cm−2. Maximal Mg concentration in the implantation peak ranges from
3.0 · 1019 at.cm−3 for GaN sample to 3.2 · 1019 at.cm−3 for AlN sample. Atomic density of
GaN reaches 8.9 · 1022 at.cm−3 and atomic density of AlN reaches 9.58 · 1022 at.cm−3 [23].
That implies that maximal Mg concentration does not exceed 1% of the bulk concent-
ration. TRIM simulated Mg implantation profiles in all 12 AlxGa1−xN calibration samples
are displayed in Fig. 3.4. All simulations were performed for a typical implantation angle
of 7◦, which prevents ions from unwanted channeling.

Fig. 3.4: TRIM simulated Mg implantation profiles in all 12 AlxGa1−xN calibration sam-
ples.

After finding optimal implantation parameters, all 12 1×2 cm AlxGa1−xN samples
were implanted at once by the high-current implanter. After that, all 12 Mg implanted
AlxGa1−xN calibration samples were inserted into the TOF.SIMS 5 sample holder and pre-
pared for DSIMS depth profiling. TOF.SIMS 5 sample holder with AlxGa1−xN calibration
samples is displayed in Fig. 3.5.
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Fig. 3.5: TOF.SIMS 5 sample holder with all 12 AlxGa1−xN calibration samples.

3.3.2. Depth profiling
Quantification of dopant concentration using the RSF method requires identical condi-
tions of analysis for calibration samples and examined samples. The highest accuracy is
achieved when both types of samples are analyzed in one run. Therefore, it is necessary
to find such instrument settings that provide sufficient depth resolution and measure-
ment sensitivity in the shortest analysis time possible. TOF.SIMS 5 instrument settings
in our work allowed the analysis of ca. 300 nm thick AlGaN layer per 1 hour. Although
the analysis of 12 AlxGa1−xN calibration samples takes more than half a day, analysis
time in real experiments may be shortened since not all 12 calibration samples are ne-
cessary. Calibration samples with specific AlN mole fraction, necessary for the analysis of
full AlxGa1−xN range, will be specified based on our results, see Sec. 3.4.

TOF.SIMS 5 depth profiling of Mg doped AlxGa1−xN calibration samples was provided
by a bismuth primary ion gun and oxygen sputter gun. An electron flood gun compensa-
ted sample charging during the analysis. Since Mg atoms exhibit the highest yield of
positive ions in the presence of oxygen, the main chamber was flooded with oxygen to the
pressure of 1 · 10−5 mbar. The enhanced yield of positive ions was also the reason for the
selection of the oxygen sputter gun. Electrodes in the reflectron-equipped time-of-flight
mass spectrometer were set to voltages allowing detection of positive ions. The analysis
of the crater base was performed on the area of 100×100 µm by 30 keV Bi+ ions. 128×128
points were scanned in random mode. Sputtering the area of 250×250 µm by 2 keV O2

ions ensured the elimination of the crater edge effect. The angle between the primary ion
gun and the surface normal, as well as the angle between the sputter gun and the surface
normal, was fixed to 45◦. The EDR2 unit had to be used for aluminum (Al+) and gallium
(Ga+) signals; otherwise, the signals would be saturated.

2extended dynamic range
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3.4. Results
The results of TOF.SIMS 5 depth profiling of Mg doped AlxGa1−xN calibration samples
is divided into three parts. In the first part, data for quantification of depth scale are
presented. In the second part, two graphs for the quantification of matrix species are
displayed. The last part shows the RSF – x graph, which is necessary to quantify Mg
concentration in various AlxGa1−xN layers.

3.4.1. Quantification of depth scale
Quantification of depth scale is based on the position of implantation peaks simulated by
TRIM software. The graph showing the sputter rate, i.e., the ratio of simulated Mg peak
position and measurement time necessary for reaching maximal Mg signal, as a function
of AlN mole fraction, is displayed in Fig. 3.6. In agreement with Gu et al. [10], sputter rate
decreases with increasing AlN mole fraction. Measured data were fitted with the fourth
degree polynomial.

Fig. 3.6: Sputter rate as a function of AlN mole fraction x. The graph is used for depth
quantification of AlGaN samples ranging from GaN to AlN.

3.4.2. Quantification of matrix species
According to Gu et al. [10], two graphs for the quantification of matrix species are ne-
cessary. Both graphs plot the ratio of signals of matrix elements (I(Al+)/I(Ga+), I(Ga+)/I(Al+))
as a function of the AlN mole fraction ratio (x/1−x, 1−x/x). The first graph determines the
matrix composition of AlGaN samples ranging from GaN to Al0.6Ga0.4N, see Fig. 3.7;
the second graph determines the matrix composition of AlGaN samples ranging from
Al0.13Ga0.87N to AlN, see Fig. 3.8. Since the signal ratio in both graphs is linearly pro-
portional to the AlN mole fraction ratio, and both graphs cross the y-axis in zero, the
analysis of one calibration sample with x ∈ ⟨0.13, 0.6⟩ is sufficient. Both graphs agree
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with measurements of Gu et al. [10] and measurements presented in the author’s bachelor
thesis [8].

Fig. 3.7: Ratio of signals of matrix elements as a function of AlN mole fraction ratio. The
graph is used for the quantification of matrix species in AlGaN samples ranging from GaN
to Al0.6Ga0.4N.

Fig. 3.8: Ratio of signals of matrix elements as a function of AlN mole fraction ratio. The
graph is used for the quantification of matrix species in AlGaN samples ranging from
Al0.13Ga0.87N to AlN.

3.4.3. Quantification of Mg dopants
After finding the right matrix composition of the examined sample (see Sec. 3.4.2), an
appropriate RSF coefficient needs to be selected to quantify the signal of Mg dopants (see
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Eq. (3.2)). A graph showing RSF as a function of AlN mole fraction x is displayed in Fig.
3.9. RSF coefficients in Fig. 3.9 were calculated by the SurfaceLab 6 software from the
IONTOF company, which is used for TOF.SIMS 5 measured data processing. Calculations
are based on Eq. (3.4); therefore, the user needs to quantify the depth scale, select the
matrix reference signal, define the implantation profile depth range, and input the ion
implantation dose. Fig. 3.9 shows two curves for two matrix reference signals, namely
Al+ and Ga+. Ga reference is used for Mg quantification in AlGaN samples ranging from
GaN to Al0.7Ga0.3N; Al reference is used for Mg quantification in AlGaN samples ranging
from Al0.26Ga0.74N to AlN. Unlike Gu et al. [10], who observed exponential correlation
of RSF with AlN mole fraction x, we observed rather linear proportionality of RSF to
AlN mole fraction x. According to our results, the analysis of three samples for RSF – x
graph construction would be sufficient. We suggest the measurement of Mg doped GaN,
AlN calibration samples and one AlxGa1−xN x ∈ ⟨0.26, 0.6⟩ calibration sample.

Fig. 3.9: RSF as a function of AlN mole fraction x. The black curve is used for Mg
quantification in AlGaN samples ranging from GaN to Al0.7Ga0.3N; the red curve is used
for Mg quantification in AlGaN samples ranging from Al0.26Ga0.74N to AlN.
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4. Static SIMS Monitoring of Catalytic CO
Oxidation to CO2 Over Platinum Surfaces

Industrial development in recent decades has raised the importance of CO elimination
from various gas product streams. Incomplete fossil fuel combustion in the production
and transportation sector are the primary sources of atmospheric CO. Increased CO con-
centrations in living environments cause oxygen deprivation of the human body vital
organs [24]. CO molecules are also an unwanted byproduct of hydrogen production from
natural gas or other carbon feedstocks (e.g., methanol). Excessive CO feeds to hydrogen
fuel cells may cause decay in their electro-generation performance [25–27].

Platinum group metals (Ru, Rh, Pd, Ir, Pt) are the most widespread catalysts for CO
oxidation by O2 [28]. The role of the catalyst is to increase the reaction rate by lowering
activation barriers. Nanomaterial-based catalysts of different structures (e.g., nanopar-
ticles, nanorods, shell-core nanocomposites), supported on various materials (e.g., silica,
aluminum oxide) and promoted by various substances (e.g., alkali metals) are investi-
gated by many research groups in order to enhance CO conversion rates [29]. Although
the catalyst remains throughout the reaction unconsumed, structural changes like cata-
lyst sintering, surface faceting, or surface poisoning in long-term runs lead to the catalytic
activity lowering. Therefore, reaction mechanism and deactivation mechanism understan-
ding is crucial for designing stable CO catalytic converters with high CO conversion rates.

Many conventional surface science techniques may be employed for heterogeneous ca-
talysis research. The selection of proper techniques is based on the research objectives.
Depending on requirements for determining chemical composition, determining crystallo-
graphic structure, requirements for reaching a high lateral resolution or high temporal re-
solution, one may choose any of the X-ray, infrared, electron beam, ion beam, or scanning
probe microscopy techniques. Particularly advantageous is a combination of several me-
thods in operando experiments, which allows the identification of various catalytic regimes
at industrially relevant conditions. The most advanced studies nowadays employ in-situ
synchrotron-based X-ray [30] or in-situ environmental transmission electron microscopy
(ETEM) [31] techniques.

Our study’s objective is the dynamics of catalytic CO oxidation over platinum po-
lycrystalline microstructures at high vacuum pressures (∼10−5 mbar). In-situ scanning
electron microscopy (SEM) and in-situ static secondary ion mass spectrometry (SSIMS)
were employed for the real-time observation of gas-phase- and temperature-induced pro-
cesses on platinum surfaces. Elemental composition changes observed by in-situ SSIMS
were compared with work function changes observed by in-situ SEM. Our research demon-
strates the abilities of in-situ SSIMS as a powerful technique for the real-time monitoring
of surface composition in a flow reactor under fixed conditions. Spatiotemporal patterns
of varying surface coverages were observed during distinct catalyst regimes in both in-
struments.
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4.1. Introduction to catalysis
Catalyst is a substance that facilitates chemical reactions via a reaction pathway with
lowered activation energy barriers. The reaction may proceed in both directions, and
the catalyst presence does not affect the thermodynamic equilibrium of the reaction. What
the catalyst affects is the speed at which the reaction reaches its equilibrium. When
the reaction products are released, the catalyst regenerates into its original state and may
be used repeatedly. If the reactant and catalyst phases match, we talk about homogeneous
catalysis. If their phases do not match, typically gaseous reactants and solid catalysts, we
talk about heterogeneous catalysis. Biocatalysis denotes chemical processes in living cells
catalyzed by enzymes. In this section, key terms and fundamental concepts related to
heterogeneous catalysis will be explained.

4.1.1. Industrial applications
If we look back to history, the term catalysis was used for the first time to identify acce-
lerated reactions in 1835 by J. J. Berzelius [32]. The first explanation of this phenomenon
came in 1900 by W. Ostwald, who proposed that “A catalyst is a substance which affects
the rate of a chemical reaction without being part of its end products” [33]. The boom in
utilizing catalysis for industrial purposes started at the beginning of the 20th century and
continues. The global catalyst market size was estimated at 35 billion USD in 2019, and
it is expected to reach 48 billion USD by 2027 [34]. 72% of the total market value in 2019
was assigned to heterogeneous catalysis. Its predominance over homogeneous catalysis lies
in the simplicity of product separation from catalysts. Nowadays, heterogeneous catalysis
is the backbone of the fertilizer industry, petrochemical industry, and chemical synthesis.
Its importance is also significant for the food industry, energy science, and environmen-
tal science. Major industrial processes utilizing heterogeneous catalysis nowadays are the
Haber-Bosch process of ammonia production (Fe3O4 catalysts) [35], the Fischer-Tropsch
process of liquid hydrocarbons production (Co/Fe catalysts) [36], syngas-to-methanol con-
version (Cu/ZnO/Al2O3 catalysts) [37], and catalytic cracking in the oil industry (clay
catalysts) [38]. Ecological importance has carbon dioxide hydrogenation to methanol,
which would allow the global carbon cycle to close [39].

4.1.2. Reaction thermodynamics and kinetics
For further explanation, let us consider a typical chemical reaction:

m A + n B � p C + q D, (4.1)

where reactants A, B with stoichiometric coefficients m, n combine to form products C,
D with stoichiometric coefficients p, q. In this process, chemical bonds of reactants are
broken, while new chemical bonds of products are formed.

A reaction pathway is a free energy profile along reaction coordinates. In general, re-
action coordinates represent the progress of the reaction. Specifically, reaction coordinates
may represent geometric parameters of simple reactions (e.g., bond length, bond angle)
or non-geometric parameters of complex reactions (e.g., bond order). The profile starts
at the free energy of reactants and ends at the free energy of products. Local maxima
along the reaction pathway denote transition states, i.e., activation barriers; local minima
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denote the existence of reaction intermediates.
The reaction spontaneity at constant temperature T and pressure p is given by the

Gibbs free energy change ∆G between reactants (GR) and products (GP) [40]:

∆G = GP −GR = ∆H − T∆S, p, T = const. (4.2)

Taking the enthalpy change ∆H, the entropy change ∆S, and system temperature T
into account, the Gibbs free energy lowering increases the system stability. Therefore,
a reaction with a negative Gibbs free energy change – an exergonic reaction – proceeds
spontaneously. On the other hand, a reaction with a positive Gibbs free energy change
– an endergonic reaction – requires energy to be driven. A negative enthalpy change
denotes an exothermic reaction, which releases the heat; a positive enthalpy change denotes
an endothermic reaction, which absorbs the heat. It is important to remind here that
the catalyst does not change the free energies of reactants and products; however, the
catalyst changes the reaction speed, i.e., the reaction rate, by activation barrier lowering.
A rate equation [41]:

r = k [A]α [B]β , (4.3)
which links reactant concentrations [A], [B] with the rate coefficient k and partial re-
action orders α, β, enumerates the reaction rate at a given time. Partial reaction orders
represent the relation between reactant concentration and the reaction rate. The overall
reaction order, which is the sum of partial orders for each reactant, needs to be determi-
ned experimentally. The reaction coefficient k may be determined either empirically by
the Arrhenius equation or non-empirically by the Eyring equation [41]:

k = A · exp
(
− Ea

RT

)
, (4.4)

k =
kbT

h
· exp

(
−∆Ga

RT

)
, (4.5)

where kb, h, and R are Boltzmann, Planck, and gas constant, respectively. The pre-
-exponential factor A, also known as the frequency factor, represents the frequency of
molecular collisions favorable for chemical reactions. The frequency factor value is usually
determined experimentally, and its unit depends on the reaction order. Both the activation
energy Ea in the Arrhenius equation and the activation Gibbs free energy ∆Ga in the
Eyring equation represent the height of activation barriers along the reaction pathway.
According to the Boltzmann distribution, a fraction of molecules may feature enough
energy to overcome the activation barrier at a given temperature T . A scheme of catalyzed
and uncatalyzed reaction pathways is displayed in Fig. 4.1.

From Eq. (4.4) and (4.5), it is evident that the reaction rate may be increased either by
raising the temperature or lowering the activation barrier. From a practical point of view,
lowering the activation barrier by the catalyst is more advantageous. Firstly, the catalyst
may be used repeatedly, which is less costly than permanent heating. Secondly, elevated
temperatures may increase the reaction rates of unwanted reactions in the system.
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Fig. 4.1: Reaction pathway of catalyzed (blue) and uncatalyzed (red) exothermic reaction.
A, B, C – reaction transition states; D, E – reaction intermediates.

Another useful way of visualizing catalyzed reactions, complementary to the free
energy - reaction coordinate plot in Fig. 4.1, is a catalytic cycle scheme displayed in
Fig. 4.2. The loop shape of the diagram represents the recoverability of the catalyst. Each
step in the graph shows the origin and destiny of its reactants and products, respecti-
vely. Reactants either come from outside (e.g., adsorption) or originate from the previous
steps; products either leave the reaction (e.g., desorption) or continue in the reaction as
intermediates. The step with the highest energy barrier determines the overall reaction
rate. It is denoted as the rate-limiting step. The number of catalytic cycles at the active
site per unit time, i.e., the turnover frequency, is an essential catalyst efficiency indicator.

Fig. 4.2: Catalytic cycle of the A + B → C + D reaction. Adapted from [42].

4.1.3. Catalyst composition and structure
Industrial applications frequently employ solid catalysts in various chemical reactor de-
signs, e.g., fixed-bed reactors. Catalysts for industrial applications form either bulky
structures or nanoparticles supported on bulky carrier materials [41]. Fixed-bed reactors
typically incorporate catalyst pellets with few millimeters in diameter and length; auto-
motive catalytic converters employ ceramic honeycomb structures decorated with catalyst
nanoparticles. Placing such structures to the gas pipelines creates a porous obstacle for
the gas stream. This arrangement allows enhanced interaction of reactants from the gas
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phase with the catalyst surface. The best possible performance is obtained after setting
the proper gas mixture, gas pressure, gas flow rate, and surface temperature. Optimal wor-
king parameters are found by carrying out catalytic tests in laboratory fixed-bed reactors
at various conditions. The stream of products is usually analyzed by a mass spectrometer
or gas chromatograph (GC) equipped with a flame ionization detector (FID), thermal
conductivity detector (TCD), and other detectors relevant for expected products. Yield,
conversion, and selectivity as a function of time-on-stream (TOS) are the most appropri-
ate performance evaluation quantities. Yield evaluates the amount of desired products;
conversion evaluates the amount of reactants converted to unspecified products; selecti-
vity evaluates the ratio of desired and undesired products.

The chemical composition and crystallographic structure are two key factors affecting
the catalyst performance. Specifically, the electron configuration is the feature, which
determines the surface site’s contribution to the overall catalyst performance. Reaction
participants in one catalytic cycle have to chemisorb onto the catalyst surface, diffuse
over the surface, undergo reaction, and finally desorb from the surface. The sites faci-
litating desired chemical reactions are denoted as active sites. According to Sabatier’s
principle, the interaction between reaction participants and active sites should provide
both reactant bonding and product desorption [43]. Understanding adsorption sites and
active sites is crucial for synthesizing catalysts with enhanced densities of desired sites.
Quantitative measurement of the active site density is essential for evaluating turnover
frequency (TOF) and may be done by physisorption experiments.

As already outlined, industrial catalyst structures are composed either of a single bulky
active component, i.e., catalyst, or the catalyst nanoparticles supported on the bulky
carrier, i.e., support. Bulky catalysts are usually made of metals and their oxides; nano-
particles are usually made of precious metals. Typical support materials are silica (SiO2),
aluminum oxide (Al2O3), or carbon (C). A primary support task is to provide a uniform
dispersion of nanoparticles, resulting in a larger active surface area. Even larger surface
areas may be reached when employing microporous supports, e.g., zeolites or carbon fra-
meworks. Mass transfer of reaction participants in microporous structures is, however, still
not well understood. High thermal stability of support/catalyst composite is desired to
prevent thermal deactivation by sintering. Thermally-induced nanoparticle agglomeration
leads to the lowered accessibility of active sites for reactants. Mechanical strength is also
required, especially during the pellet loading into the reactor. In addition to the previ-
ously mentioned support tasks, the support and catalyst synergy may change the electron
configuration of surface sites and, therefore, overall catalyst performance. For example,
it is well known that metallic nanoparticles supported on the outer surface of carbon
nanotubes exhibit different activity than metallic nanoparticles supported on the inner
surface of the same support [44]. This feature is a direct consequence of the interaction
between support and catalyst caused by asymmetry in the inner and outer nanotube sur-
face electronic properties.

Based on the benefits from synergy between support and catalyst, a third component
called promoter may enhance the overall catalyst performance [45]. Many heterogene-
ous catalysts are promoted by alkali metals, added in significantly smaller amounts than
support materials [46]. Because of the minimization of surface energy, promoters usually
uniformly spread over the catalyst surface. Their role is hardly predictable. Depending
on the support/catalyst composition, the resulting synergy effect may enhance thermal
stability, improve reactants chemisorption, or protect the catalyst from oxidation and
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sintering. Since promoters physically block surface sites, thick promoter shells around ca-
talyst nanoparticles may negatively affect the overall catalyst performance.

The influence of crystallographic structure on catalyst performance is significant.
The coordination number and electron configuration of surface atoms depend on sur-
face planes, surface reconstructions, and defect types. Defects like steps, kinks, edges,
holes, and corners are usually favorable for reactants bonding. High-index planes and sur-
faces with high defect densities, therefore, exhibit enhanced catalytic performance. The
dependence of low-coordinated atom densities on nanoparticle size and shape needs to be
considered when designing catalyst structures. Various surface structures are displayed in
Fig. 4.3.

Fig. 4.3: Atomic surface structure. Taken from [47].

Chemisorbed reactant overlayers may, in some cases, lift the surface reconstruction
[48]. If the reconstruction occurs repeatedly, the rearrangement of surface atoms transfers
chemisorbed species to subsurface layers. The penetration of adsorbents into the bulk may
also create subsurface layers. The chemical composition of the catalyst is, therefore, chan-
ged. A buildup of subsurface layers may affect the overall catalyst performance either posi-
tively or negatively. When desired species get stuck in the near-surface area, the reservoir
boosting the reaction is created [49]. On the other hand, incorporating unwanted species
into the near-surface area negatively affects electron configuration of surface sites. As a
result, the surface may exhibit worsened chemical bonding properties [50]. A variety of
other modifications may occur during long-term runs. We will name some of them. Ca-
talysts exposed to reducing or oxidizing atmosphere continuously change their chemical
composition. The surface sites may also get poisoned by strongly bonded adsorbed species.
As a result, the active sites are blocked, and the surrounding electron configurations are
changed. However, in some cases, selective poisoning of surface sites facilitating unwan-
ted reactions may improve the system selectivity towards desired products. Unwanted
reaction byproducts are another threat to catalyst performance. Their presence may re-
sult in surface self-poisoning or catalyst sintering. Surface faceting is another phenomenon
that may also lead to the lowered catalyst activity.

The optimal chemical composition and crystallographic structure of catalyst systems
may be theoretically predicted by density functional theory (DFT) [51]. By comparing se-
veral reaction pathways, the most probable path with the lowest activation barrier may be
found. Based on the height of activation barriers, DFT may also identify adsorption sites,
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active sites and reveal whether the reaction will proceed via the Langmuir-Hinshelwood,
Eley-Rideal, or Mars van Krevelen mechanism. In the Langmuir-Hinshelwood mechanism,
two molecules adsorbed onto the neighboring surface sites undergo a chemical reaction;
in the Eley-Rideal mechanism, one adsorbed molecule reacts with the second molecule
directly from the gas phase. The Mars van Krevelen mechanism describes reactions where
the catalyst surface gets oxidized by gaseous O2 reactant, and the second reactant is
adsorbed onto the oxidized catalyst surface. DFT predictions have to be, of course, veri-
fied by catalytic tests and other characterization techniques, which will be described in
the further text.

Before the characterization methods are introduced, the preparation of solid catalysts
will be briefly described. To start with, the catalyst synthesis and its subsequent acti-
vation follow empirical recipes, improved over time. The catalyst structure is composed
either entirely of the active material, i.e., bulky catalyst, or the active material is sup-
ported on the bulky carrier, i.e., impregnated catalyst. Bulky catalysts and supports for
impregnated catalysts are usually prepared by precipitation, hydrothermal synthesis, sol-
-gel synthesis, or fusion. In the precipitation method, an aqueous solution of precursor
salts is prepared. Adding the acid or base reagent to the solution triggers the salt nucle-
ation. Salt crystals then grow until the desired gel is formed. The resulting gel is after
aging filtered, washed, dried, and finally calcinated. If the gel is further thermally treated
in water, the crystallographic structure of the catalyst changes. This method is called
hydrothermal synthesis. In the fusion method, metallic precursors are melted, mixed, and
controllably cooled to obtain alloys of desired phases. Impregnated catalysts are usually
prepared by incipient wetness impregnation or ion exchange method. Incipient wetness
impregnation is based on filling pores of dry support with precursor solution. After adding
a reagent, the solution precipitates, and the resulting catalyst is filtered, dried, and calci-
nated. For industrial applications, the catalyst powder needs to be further pelletized. As a
final step, the catalyst activation is performed. Unwanted impurities originating from the
synthesis procedure, e.g., nitrates from precursors, are removed by calcination. In some
cases, the reduction of oxidized species by H2 treatment is desired.

Synthesized catalysts need to be characterized before and after each catalytic test.
Physisorption experiments determine the surface area and pore volume. The effect of
reducing and oxidizing atmospheres on the catalyst is evaluated by Temperature-Progra-
mmed Reduction (TPR) and Temperature-Programmed Oxidation (TPO) experiments.
The catalyst morphology may be observed by Scanning Electron Microscopy (SEM).
However, High-Resolution Transmission Electron Microscopy (HRTEM) with the sub-
-angstrom resolution is more relevant for studying particles with few nanometers. TEM
measurements usually determine the size distribution of catalyst nanoparticles and their
structure. Energy-Dispersive X-ray analysis (EDS) in TEM may be employed to check
the uniformity of elemental dispersion. X-Ray Diffraction (XRD) is a commonly used
technique in catalyst research to identify crystalline phases. According to the Scherrer
equation, XRD may also be used for the crystallite size determination. The elemen-
tal composition of the surface and near-surface layers is determined by X-Ray Photo-
electron Spectroscopy (XPS). Elemental oxidation states are identified by XPS as well.
Oxidation states and coordination numbers are determined by X-Ray Absorption Near-
-Edge Structure (XANES) and Extended X-Ray Absorption Fine Structure (EXAFS),
respectively. Diffuse-Reflectance Infrared Fourier-Transform Spectroscopy (DRIFTS) is
a powerful technique for identifying reaction intermediates and adsorption configurations
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of molecules. The influence of the ambient atmosphere on surface reconstruction may be
studied by Scanning Tunneling Microscopy (STM) or Low Energy Electron Diffraction
(LEED). Besides the most frequently used catalyst research techniques above, there is
a whole arsenal of other powerful surface analytical tools that were not mentioned.

For a deeper understanding of the catalyst working principles, it is not sufficient to
study their chemical and crystallographic composition only before and after catalytic
tests. To identify distinct catalyst regimes (e.g., activation, stable performance, deacti-
vation) and associated structural changes, the sample needs to be observed in operando
experiments. The main limitation of operando experiments is the magnitude of the am-
bient gas pressure. Industrially relevant conditions for heterogeneous catalysis usually
exceed tens of bars; however, conventional surface science techniques usually require ul-
trahigh vacuum conditions. This constraint may be overcome by differentially pumped
environmental microscopes (e.g., environmental SEM, environmental TEM) or closed na-
noreactors with transparent windows for probes, which can be loaded to conventional
microscopes [31]. For example, nanoreactors equipped with gas chromatography may be
employed in in-situ synchrotron-based X-ray, in-situ DRIFTS, or in-situ environmental
TEM experiments.

4.2. Catalytic CO Oxidation to CO2 Over Pt Surfaces
Fundamental concepts introduced in the previous section will be applied to the cataly-
tic CO oxidation by O2 over Pt surfaces. In the beginning, typical industrial uses and
state-of-the-art catalyst structures will be introduced. Then, the reaction thermodyna-
mics and kinetics of simplified systems without promoters will be described. Essential
for our research is a detailed understanding of CO oxidation by O2 over well-defined Pt
single-crystal surfaces. This reaction, considered a model system of heterogeneous cata-
lysis, will be experimentally explored by time-of-flight secondary ion mass spectrometry
(TOF-SIMS) to exhibit this method’s catalytic research abilities. Continuing in the work
of Gerhard Ertl et al. [52], spatiotemporal patterns created by varying reactant coverages,
e.g., chemical fronts, or target patterns, will be monitored by the in-situ TOF-SIMS tech-
nique. Spatiotemporal pattern formation on platinum surfaces will be, therefore, explained
as well. Since the reaction mechanism changes with the surrounding reactant pressures,
it is noteworthy that further explanation aims primarily at high vacuum conditions be-
cause the maximal permitted pressure in the main chamber of the employed TOF-SIMS
instrument reaches 3 · 10−3 Pa.

4.2.1. Industrial applications
Platinum is a rare earth metal with a total mining supply of 173 tons in 2019 [53].
For comparison, gold mining production hit 3 464 tons in the same year [54]. The total
platinum supply, including recycling, reached 233 tons, while 235 tons were demanded
by automotive, jewelry, investment, and other industry branches. The most significant
demand of 35% for platinum came from the automotive industry to produce catalytic
converters. The limited global resources of platinum indicate that sophisticated sup-
port/catalyst/promoter structures with high CO conversion rates and minimized bulk
platinum volume are highly required.
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CO as a product of incomplete combustion of fossil fuels is a serious health threat due
to its 210 times higher affinity to hemoglobin than O2 [55]. Exposure to concentrations
higher than 12 800 ppm (1.28%) causes fatal oxygen deprivation of the human body vital
organs within 1 to 3 minutes [56]. Three-way catalytic converters (TWCs) provide con-
version of poisonous CO from vehicle exhaust fumes to less harmful CO2. The remaining
two reactions in TWCs are oxidation of hydrocarbons to CO2 + H2O and reduction of
nitrogen oxides to O2 + N2. Typical autocatalysts are composed of honeycomb ceramic
substrates with hundreds of cells per square inch, coated with γ − Al2O3 carrier [57].
CeO2 promoted Pt/Pd nanoparticles facilitate oxidation reactions, while CeO2 promoted
Pt/Rh nanoparticles facilitate reduction reactions. The adequate working conditions for
autocatalysts are around 800 ◦C. The illustration of TWC is displayed in Fig. 4.4.

Fig. 4.4: Cartoon illustrating operation of the three-way catalytic converter. Images were
taken from [58–60].

Another industrial application employs Pt/CeO2 catalysts for preferential oxidation
of CO in H2-rich streams (CO-PROX reaction) [61]. The most common way of H2 pro-
duction today is a stream reforming of natural gas (CH4+H2O � CO+3H2) followed by
a water-gas shift reaction (CO + H2O � CO2 + H2). Excessive CO residual concentrati-
ons in H2+N2 streams for ammonia production cause poisoning of Al/K promoted Fe3O4

catalysts widely used in the Haber-Bosch process [62]. H2 also serves as an effective fuel
for various fuel cell types, e.g., indirect methanol fuel cells (IMFC) or proton-exchange
membrane fuel cells (PEMFC). Feeding CO molecules over platinum fuel cell electrodes
operating at low temperatures around 80 ◦C causes their CO poisoning and consequent
performance decrease [25–27].

An extensive overview of various platinum catalysts for low-temperature CO oxidation
was published by Dey and Dhal [29]. The critical factor affecting catalyst activity at low
temperatures is the oxygen storage property of the support. That stems from the fact that
Pt surfaces get at low temperatures easily poisoned by CO, preventing O2 adsorption.
The CO oxidation on Pt, supported by reducible metal oxides, e.g., Pt/CeO2, Pt/IrO2,
and Pt/TiO2, is, therefore, initiated at lower temperatures than CO oxidation on systems
composed of Pt/Al2O3, Pt-BaSnO3, Pt/ZrO2, or Pt/SiO2. The highest activity and stabi-
lity for low-temperature CO oxidation were observed on Pt-CeO2/SiO2 catalysts. The full
conversion of 2 500 ppm CO in the air was detected at 25 ◦C [63].
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4.2.2. Platinum
Platinum (Pt) is a silverish-white transition metal with an atomic number 78. Six na-
turally occurring Pt isotopes are 190Pt (0.01%), 192Pt (0.78%), 194Pt (32.86%), 195Pt
(33.78%), 196Pt (25.21%) and 198Pt (7.36%). The most abundant 195Pt isotope decays
with a half-life of 6.5 · 1011 years. In the periodic table of elements, Pt is found in d-block,
period 6, and group 10. The remaining three group 10 elements are nickel (Ni), palla-
dium (Pd), and darmstadtium (Ds). Due to excellent corrosion resistance, Pt belongs,
together with silver (Ag), gold (Au), ruthenium (Ru), rhodium (Rh), palladium (Pd),
osmium (Os) and iridium (Ir) to the group of noble metals. Typical Pt physical proper-
ties are lustrousness, high electrical conductibility, and ductility. Pt electric resistivity is
105 nΩ.m at 20 ◦C, Mohs hardness is 3.5, and melting point reaches 1 768.3 ◦C. The most
common oxidation states are +2 and +4. The less common oxidation states +1 and +3
are usually stabilized by metallic bonding in bimetallic species. Atomic radius reaches
1.39Å, and the first ionization energy of Pt atom is 870 kJ/mol. The atomic weight of the
most abundant 195Pt isotope is 194.96Da.

The crystallographic structure of Pt catalysts significantly affects their performance
in CO oxidation. Pt particularly crystallizes in face-centered cubic structure (FCC), with
eight Pt atoms at the corners and six Pt atoms in the face centers of the cubic unit cell.
The length of the Pt FCC unit cell is 3.92Å. Various high Miller index surfaces, also
known as stepped faces, may be constituted by different combinations of three basal low
Miller index planes – Pt(100), Pt(110), and Pt(111). High Miller index planes are typi-
cally composed of low Miller index terraces separated by periodic, monatomic height steps.
Each single-crystal surface may be defined either by Miller indices (h k l) or step-terrace
notation m (h k l)×n (h′ k′ l′). Miller indices define macroscopic surface planes, while step
notation allows the definition of surfaces with multiple height steps. In the step-terrace no-
tation, m denotes terrace width, (h k l) denotes terrace orientation, n denotes step height,
and (h′ k′ l′) denotes step orientation. Structures with large m, n coefficients are called
facets. Monatomic height steps, multiple height steps, and stereographic triangle for FCC
single-crystal faces are displayed in Fig. 4.5. Varying coordination numbers and atomic
surface densities of three low Miller index planes indicate that the electronic properties
of Pt surface atoms differ with crystallographic orientations. Pt(111) surface atom has
9 nearest neighbors, Pt(100) surface atom has 8 nearest neighbors, and Pt(110) surface
atom has 7 nearest neighbors. For comparison, the coordination number of Pt bulk atom
is 12. Atomic surface density of three basal planes follows the order of 1.5 · 1015 at.cm−2

for Pt(111) > 1.3 · 1015 at.cm−2 for Pt(100) > 0.9 · 1015 at.cm−2 for Pt(110).
A detailed LEED study of the stability of various high Miller index Pt planes was pu-

blished by Blakely et al. [64]. Pt samples were exposed to ultra-high vacuum, 1 ·10−6 Torr
oxygen atmosphere, and an atmosphere containing hydrocarbons. Among twenty-two exa-
mined Pt surface structures, Pt(100), Pt(110), Pt(111), Pt(113), Pt(112), Pt(012), Pt(122)
and Pt(133) were stable in all three surrounding atmospheres. Clean Pt(111) surface,
as well as oxygen- and carbon-covered Pt(111) surfaces, exhibit a bulklike 1×1 termi-
nation. Clean Pt(100) surface and oxygen covered Pt(100) surface reconstruct into the
quasi-hexagonal structure with the lowered surface energy. In hydrocarbons atmosphere,
the Pt(100) - hex reconstruction is lifted into a 1×1 structure. Similar behavior was ob-
served on Pt(110) surface. Clean Pt(110) surface and oxygen-covered Pt(110) surface
reconstruct into a 1×2 “missing row” structure, while carbon coverage lifts the Pt(110)
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- 1×2 reconstruction into a 1×1 structure. Pt(110) surface with saturated oxygen cove-
rage further transforms into a c(2×2) structure [65]. Pt(110) – 1×1 structure looks like
a perfectly stepped surface [66], while Pt(110) – 1×2 structure is composed of 3(111)
microfacets separated by ridges and valleys. Nonreconstructed and reconstructed surface
structures of three low Miller index Pt planes are displayed in Fig. 4.5. Exposure of un-
stable surface structures to elevated temperatures and oxidizing or reducing atmospheres
causes their transformation into more stable step-terrace structures. This process is known
as faceting.

The importance of bulky single-crystals in catalytic fundamental research lies in
the periodic arrangements of surface atoms, allowing direct assignment of catalyst perfor-
mance to the well-known surface structure. However, bulky Pt single-crystals in industrial
applications are inconvenient due to their high production costs. Therefore, processes
allowing the cost-effective, mass production of Pt nanoparticles with the desired shape
and crystallographic structure need to be developed. For example, Cheng et al. developed
a method for synthesizing cube-octahedral-shaped Pt single-crystal nanoparticles with
(111) facets [67]. Commonly used Pt structures in the industry today are polycrystalline
nanoparticles composed mainly of randomly arranged low-coordinated Pt atoms.

Fig. 4.5: (left) Stereographic triangle of FCC single-crystal faces. Monatomic height steps
are noted as m (h k l)× (h′ k′ l′), and multiple height steps are noted as m (h k l)×n (h′ k′ l′).
Taken from [64]. (right) Three Pt low Miller index planes in nonreconstructed 1×1 and
reconstructed form. Taken from [68].

4.2.3. Platinum – oxygen interaction
The way O2 molecules from the gas phase (O2(g)) interact with Pt surface atoms de-
pends on surface temperature, oxygen partial pressure, and crystallographic orientation
of the surface. Extensive studies in the field of platinum-oxygen interaction are concer-
ned with four major topics: identification of surface sites with enhanced oxygen sticking
coefficients, understanding of the oxygen adsorption mechanism, understanding of the sub-
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surface oxygen influence on catalytic activity, and understanding of the platinum oxide
influence on catalytic activity.

At temperatures below 150K, oxygen chemisorbs onto Pt surface in a molecular form
(O2(g) → O2,ad) [69]. Above 150K, oxygen starts to chemisorb dissociatively (O2(g) →
2Oad). When the surface temperature exceeds 700K, associative desorption of oxygen
occurs [70]. A comparative study of oxygen adsorption on flat and stepped Pt surfaces
was published by Winkler et al. [69]. Flat Pt(111) and stepped Pt(112) ([3(111)×(100)]
in step notation) surfaces were studied by TPD, isothermal desorption, AES, LEED, and
isotopic exchange. The saturated O2,ad coverage at 87K reaches 0.5ML for Pt(111) and
0.51ML for Pt(112) surfaces. The saturated Oad coverage at 300K reaches 0.25ML for
Pt(111) and 0.37ML for Pt(112) surfaces. Higher Oad saturation coverage on stepped
surfaces indicates a higher probability of dissociative O2 adsorption at steps. The initial
O2 sticking coefficient at 87K reaches 0.29 for Pt(111) and 0.97 for Pt(112) surfaces.
The initial O sticking coefficient at 300K reaches 0.05 for Pt(111) and 0.53 for Pt(112)
surfaces. Results presented by Winkler et al. indicate that oxygen coverage of Pt surfa-
ces is relatively sparse, and the oxygen sticking coefficient is higher for stepped surfaces.
Therefore, stepped surfaces facilitate oxygen adsorption.

A DFT (GGA-RPBE1) study of O2 dissociation on flat Pt(111) and stepped Pt(211)
([3(111)×(100)] in step notation) surfaces was published by Šljivančanin and Hammer [71].
The most probable pathways for O2 dissociation were found by evaluating energetics of
molecular precursor states (MPS), transition states (TS), and the final states of dissocia-
ted O atoms. The study considered various geometries of O2 chemisorption to flat Pt(111)
surfaces, to flat Pt(111) surfaces at the proximity of step edges, O2 chemisorption para-
llelly to step edges, and perpendicularly to step edges. The influence of preabsorbed atomic
and molecular oxygen species on O2 dissociation was investigated as well. In agreement
with STM experiments [72], O2 chemisorption, dissociation, and O binding to steps were
favored over the same processes on terraces. At Pt(211) step edges, O2 molecules chemi-
sorb exclusively in top-bridge-top (t-b-t) MPS with the chemisorption potential energy
of −0.9 eV and dissociation barrier of 0.9 eV with respect to MPS. On Pt(111) terraces,
O2 molecules chemisorb in top-fcc-bridge (t-fcc-b) and top-bridge-top (t-b-t) MPS with
the chemisorption potential energy of −0.1 eV for both states. However, O2 dissociation is
favored at top-fcc-bridge MPS with a dissociation barrier of 0.6 eV with respect to MPS.
Reaction energetics and geometries for Pt(211) t-b-t and Pt(111) t-fcc-b pathways are
displayed in Fig. 4.6. Atomic O preferably bonds to bridge fcc sites on Pt(211) surface
with chemisorption energy of −1.1 eV relative to 1/2 O2(g), while on Pt(111), atomic O pre-
ferably bonds to threefold fcc sites with a binding energy of −0.7 eV relative to 1/2 O2(g).
At small distances, preabsorbed oxygen species strongly repel O2(g) molecules.

The influence of Pt(111) subsurface oxygen on CO oxidation was investigated by Ba-
shlakov et al. [73]. A buildup of subsurface oxygen layer was revealed by LEED, STM,
and TPD studies. The subsurface layer was created after the Pt(111) 400L O2 exposure
(1L = 1 · 10−6 Torr.s) in UHV conditions and sample temperatures ranging from 400K to
600K. While LEED and STM experiments observed p(2×2) - O chemisorbed overlayer
with saturation coverage of 0.25ML, TDS experiments revealed that additional oxygen
must be stored under the surface. The amount of desorbed O2 would correspond to 0.5ML
coverage, which is well above the common observations [69]. Unlike the case of subsurface

1generalized gradient approximation revised Perdew-Burke-Ernzerhof
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oxygen decreasing CO oxidation activity on Pd(111) catalysts [50], subsurface oxygen on
Pt(111) does not lower the activity of Pt towards CO oxidation. The influence of platinum
oxide on Pt catalytic activity is discussed in the reaction mechanism section.

Fig. 4.6: (left) Schematic illustration of oxygen adsorption sites and O2 adsorption confi-
gurations on Pt(111) surface. Adsorption sites are denoted as t – top, b – bridge, f – fcc,
h – hcp. O atoms are displayed as dark-grey disks, Pt 1st layer atoms are displayed as
white disks, and Pt 2nd layer atoms are displayed as light-grey disks. Adapted from [74].
(right) The molecular precursor (MPS) and transition state (TS) energies along the most
favorable reaction pathway for O2 dissociative adsorption on Pt(111) terraces and Pt(211)
steps. Taken from [71].

4.2.4. Platinum – carbon monoxide interaction
CO chemisorbs onto Pt surface in a molecular form (CO(g) → COad). Similarly to Pt–O2

interaction, Pt-CO interaction depends on surface temperature, CO partial pressure, and
crystallographic orientation of Pt surface. Generally, CO bonding to Pt surfaces follows
the Blyholder model [75]. Electrons from the highest occupied molecular orbital (HOMO)
at the carbon end of CO molecule – 5σ – are donated into Pt, while Pt d-electrons are
backdonated into the lowest unoccupied molecular orbital (LUMO) of CO molecule – 2π∗,
see Fig. 4.7. TPD experiments with Pt(335) ([4(111)×(100)] in step notation) surfaces
revealed that at temperatures around 400K, CO molecules desorb from terraces [76]. At
temperatures around 500K, desorption of CO molecules from steps occurs.

Fig. 4.7: Schematic illustration of CO molecule chemisorbed on Pt surface. Taken from
[75].

A detailed DFT (vdW-DF2) investigation of CO adsorption on Pt(111) surfaces was
published by Gunasooriya and Saeys [77]. The study was concerned with the stability of
various CO adsorption structures at low and high CO-coverages. Among several hundreds

2van der Waals density functional
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of examined structures four structures were found stable: 0.33ML (√3×√3)R30° - CO
(top); 0.5ML c(4×2) – 4 CO (1:1 bridge:top); 0.6ML c(√3×5)rect – 6 CO (1:2 bridge:top);
0.67ML saturation coverage c(√3×3)rect – 4 CO (1:3 bridge:top). These structures were
also observed experimentally. In agreement with Gunasooriya and Saeys [77], in terms of
preferred adsorption sites, is a DFT (vdW-DF) study of Lakshmikanth et al. [78], whose
calculated CO adsorption energies follow the order of −1.46 eV for top < −1.43 eV for
bridge < −1.42 eV for hcp < −1.40 eV for fcc.

4.2.5. Reaction mechanism
The widely accepted mechanism of CO oxidation by O2 over Pt catalysts is a Lang-
muir-Hinshelwood mechanism. However, many research groups pointed out that the me-
chanism changes with reactants’ partial pressures, reaction temperature, and catalyst
surface structure. Our experiment’s typical partial pressures are pO = 1.5 · 10−3 Pa,
pCO = 3.0 · 10−4 Pa, reaction temperature ranges from room temperature to 1 000 ◦C, and
Pt surface is usually composed of high Miller index planes. In order to assign the right
mechanism to our experimental conditions, various CO oxidation mechanisms over Pt
surfaces will be introduced.

Low-pressure studies of catalytic CO oxidation on platinum metals from the late ’60s
and early ’70s assigned the Langmuir-Hinshelwood mechanism for CO pre-covered sur-
faces and the Eley-Rideal mechanism for O pre-covered surfaces [79]. However, based
on the molecular beam studies from the late ’70s [80], Engel and Ertl concluded that,
in fact, no evidence for the Eley-Rideal mechanism exists [81]. According to the Lang-
muir-Hinshelwood mechanism, the CO molecule adsorbs non-dissociatively onto the Pt
surface, requiring one free surface site (⋆) (A1). For temperatures below 600K, COad
molecules form a densely packed layer prohibiting oxygen adsorption [68]. When two
free surface sites are accessible, the O2 molecule adsorbs onto the Pt surface dissociati-
vely (A2). Recombination and thermal desorption of O2 molecule occurs at temperatures
above 700K [70]. Oad overlayer does not inhibit CO adsorption. If COad molecule meets
Oad atom at the neighboring surface site, the CO2,ad molecule and one free surface site
are formed (A3). CO2,ad molecule is subsequently desorbed, leaving one free surface site
behind (A4). Equations (A1)–(A4) are taken from [82].

CO + ⋆ � COad (A1)
O2 + 2⋆ � 2Oad (A2)

Oad + COad → CO2,ad + ⋆ (A3)
CO2,ad → CO2 + ⋆ (A4)

DFT comparison of the Langmuir-Hinshelwood and Eley-Rideal pathways for CO oxi-
dation on Pt(111) catalyst surface was published by Baxter and Hu [83]. Fig. 4.8 shows
that the activation barrier with respect to Oad + COad for the Langmuir-Hinshelwood
mechanism (1.05 eV) is higher than the activation barrier with respect to Oad + CO(g)
for the Eley-Rideal mechanism (0.72 eV). Although the activation barrier on the Eley-
-Rideal pathway is lower, the reaction proceeds via the Langmuir-Hinshelwood pathway
because CO adsorption to sparsely Oad covered Pt surface is still energetically and statis-
tically more favorable than direct reaction with Oad molecule. What is more, frequently
occurring unfavorable tilting of CO(g) molecule reaching the Oad molecule significantly
increases the activation barrier of the Eley-Rideal mechanism.
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Fig. 4.8: Comparison of reaction pathways of CO oxidation on Pt(111) surface proceeding
via Langmuir-Hinshelwood (LH) and Eley-Rideal (ER) mechanism. Taken from [83].

The effect of lattice strain on CO oxidation over Pt(111) surface, proceeding via
the Langmuir-Hinshelwood mechanism, was studied by Grabow et al [84]. CO oxidation
over Pt(111) was simulated using microkinetic modeling, and DFT (GGA-PW913) calcu-
lations at partial pressures of pO = 1.02 · 10−2 mbar, pCO = 1.89 · 10−3 mbar, and reaction
temperatures ranging from 400K to 800K. The lattice strain variation is typically driven
by the heat released in the exothermic reactions on ultrathin Pt samples. Temperature
variation in the order of 101 K may result in the sample wrinkling, causing compression
and stretching of various sample parts. The resulting change in the Pt lattice constant
affects binding energies, activation barriers, and the rate-limiting step, which directly af-
fects the rate of CO2 production. Fig. 4.9 shows that CO oxidation at 530K, follows on
equilibrated Pt(111) surface with lattice constant of 4.00Å and 2% compressed Pt(111)
surface with lattice constant of 3.92Å pathways with higher energy states than on 4%
stretched Pt(111) surface with lattice constant of 4.16Å. Height of the activation barrier
in the rate-limiting step, which is assigned to O2 dissociation, follows the order of 4% stret-
ched surface (0.71 eV) < equilibrated surface (0.77 eV) < 2% compressed surface (0.89 eV).

Based on the energy of desorbing CO2 molecules from Pt(111) and Pt(332) ([6(111)×
(111)] in step notation) surfaces, Neugebohren et al. identified three distinct mecha-
nisms which precede the Langmuir-Hinshelwood recombination of CO molecules with
O atoms [85]. Pulsed-molecular-beam was used for O2 and CO dosing. CO oxidation was
initiated by the introduction of CO molecules to the oxygen pre-covered Pt surface. The
Pt(111) surface structure with a 0.25% step density causes more than 99% of impinging
CO molecules to be initially adsorbed onto terrace sites. Velocity vectors of desorbing
CO2 molecules were monitored by slice ion imaging technique. Desorbing CO2 molecu-
les were divided into two groups. Hyperthermal CO2 molecules (COhyperthermal

2 ) desorb
promptly from Pt terrace sites with high kinetic energies, high internal energies, and
narrow angular distribution. On the other hand, thermal CO2 molecules (COthermal

2 ) get
before desorption trapped at Pt step sites resulting in lower kinetic energies, lower in-
ternal energies, and broader angular distribution. Despite the dominance of terrace sites
over step sites, CO2 molecules desorb at temperatures below 700K, primarily from step
sites (COthermal

2 ). COthermal
2 molecules may originate from two types of reactions. The first

reaction involves CO molecules initially adsorbed onto step sites (COstep
ad ) and O atoms

3generalized gradient approximation Perdew-Wang 1991
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adsorbed onto step sites (Ostep
ad ) (B1). The second reaction involves CO molecules initi-

ally adsorbed onto terrace sites (COterrace
ad ) but subsequently diffused to step sites and

Ostep
ad atoms (B2). At higher temperatures, mainly COhyperthermal

2 molecules are detected.
Domination of hyperthermal channel stems from the fact that CO desorption at elevated
temperatures is much faster than diffusion. Therefore, CO molecules oxidate immediately
at adsorption sites (B1) (B3). Equations (B1)–(B3) are taken from [85].

COstep
ad + Ostep

ad → COthermal
2 (B1)

COterrace
ad + Ostep

ad → COthermal
2 (B2)

COterrace
ad + Oterrace

ad → COhyperthermal
2 (B3)

Fig. 4.9: Comparison of reaction pathways of CO oxidation on 4% stretched Pt(111)
surface (· · · ·), equilibrated Pt(111) surface ( ), and 2% compressed Pt(111) surface
( ) proceeding via Langmuir-Hinshelwood mechanism. Taken from [84].

A comprehensive study of particle size effect on CO oxidation over Al2O3 supported Pt
nanoparticles was published by Neumann et al. [82]. Four different reaction mechanisms
were identified on nanoparticles with 1 – 4 nm in diameter at reaction temperatures ran-
ging from 170 ◦C to 250 ◦C. An assignment of reaction mechanism to specific experimental
conditions was based on kinetic measurements. Experimental data of turnover frequency
(TOF) as a function of reactants’ partial pressures were compared with theoretically de-
rived rate equations of various mechanisms and the most suitable mechanism was chosen
(listed below). O2 partial pressures varied from 6.8 kPa to 20.3 kPa at 0.39 kPa constant
CO partial pressure; CO partial pressures varied from 0.29 kPa to 0.45 kPa at 12.2 kPa
constant O2 partial pressure. The highest activity of CO oxidation was observed on 2 nm
Pt nanoparticles with a high density of low-coordinated Pt atoms.

Neumann et al. observed that CO oxidation over 1 – 4 nm Pt nanoparticles at 170 ◦C
proceeded via the Langmuir-Hinshelwood mechanism. Boudouard reaction was identified
as a side reaction. In the Boudouard reaction, COad molecule (C1) reacting with another
COad molecule (C1) produces CO2,ad molecule and Cad atom (C3). O2,ad molecule adsor-
bed onto Pt surface (C2) reacts with Cad atom. As a result, another CO2,ad molecule and
one free surface site are created (C4). Both CO2,ad molecules are desorbed from the Pt
surface, leaving two free surface sites behind (C5). Boudouard reaction occurs mainly on
the nearly CO-covered Pt surfaces and is facilitated by pressure [86]. Equations (C1)–(C5)
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are taken from [82].

CO + ⋆ � COad (C1)
O2 + ⋆ � O2,ad (C2)

COad + COad → CO2,ad + Cad (C3)
Cad + O2,ad → CO2,ad + ⋆ (C4)

CO2,ad → CO2 + ⋆ (C4)

For higher temperatures, a significant dependence of the reaction mechanism on par-
ticle size was observed. CO oxidation over 1 nm Pt nanoparticles at 200 ◦C proceeded
with kinetic behavior typical for the mechanism proposed by Langmuir in 1922 [87], i.e.,
r = k [CO]−1 [O2]

1. Reaction order of -1 for CO indicates reaction deceleration by densely
packed COad overlayer (D1). Reaction order of 1 for O2 denotes that O2 molecules ad-
sorb onto the Pt surface non-dissociatively (D2). Subsequent interaction of O2,ad molecule
with adjacent free surface site causes O2,ad dissociation to Oad atoms (D3). Identically
to the Langmuir-Hinshelwood mechanism, COad molecule recombines with neighboring
Oad atom, creating CO2,ad molecule and one free surface site (D4). CO2,ad molecule is
subsequently desorbed from the Pt surface, leaving one free surface site behind (D5).
Equations (D1)–(D5) are taken from [82].

CO + ⋆ � COad (D1)
O2 + ⋆ → O2,ad (D2)

O2,ad + ⋆ → 2Oad (D3)
Oad + COad → CO2,ad + ⋆ (D4)

CO2,ad → CO2 + ⋆ (D5)

According to Neumann’s study, CO oxidation over Pt nanoparticles with a higher
density of high-coordinated Pt atoms at terraces, i.e., nanoparticles larger than 3 nm,
proceeds via Langmuir-Hinshelwood mechanisms accompanied with Boudouard reaction.

An alternative pathway to Langmuir’s mechanism of CO oxidation over Pt surfaces,
with identical reaction orders, was observed by Allian et al. [88]. The proposed mecha-
nism was investigated on Al2O3 supported 1-20 nm Pt nanoclusters by kinetic, isotopic,
and infrared studies. Rate experiments were performed at reaction temperatures ranging
from 360K to 445K; O2 partial pressures varied from 4 kPa to 18 kPa at 0.1 kPa con-
stant CO partial pressure; CO partial pressures varied from 0.02 kPa to 0.8 kPa at 10 kPa
constant O2 partial pressure. The only two differences between the mechanism proposed
by Allian et al. and Langmuir lie in the reversibility of O2 adsorption (E2)(D2) and in
the mechanism of O2,ad dissociation, which is either assisted by COad molecule (E3) or
driven by neighboring free surface site (C3), respectively. DFT (GGA-RPBE) calculati-
ons show that CO oxidation with COad-assisted O2,ad dissociation proceeds via a pathway
with a lower activation barrier than Langmuir’s mechanism, and therefore seems to be
favored. Equations (E1)–(E5) are taken from [82].

CO + ⋆ � COad (E1)
O2 + ⋆ � O2,ad (E2)

O2,ad + COad → CO2,ad + Oad (E3)
Oad + COad → CO2,ad + ⋆ (E4)

CO2,ad → CO2 + ⋆ (E5)

Platinum oxidation is another critical phenomenon affecting the mechanism of CO
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oxidation over Pt surfaces. The formation of platinum oxide (PtO2) is generally ascribed
to elevated oxygen partial pressures (1− 5 bar) and reaction temperatures (400− 500K),
typically occurring in industrial applications [89]. The study of Pt catalysts by conventi-
onal UHV surface science techniques usually does not allow conditions for Pt oxidation.
Hendriksen and Frenken, therefore, employed high-pressure high-temperature STM for
the study of CO oxidation over Pt(110) surfaces and revealed that the surface in oxi-
dic state exhibits higher CO oxidation activity than the surface in a metallic state [90].
During the experiment, the reaction temperature was kept constant at 425K, and O2 par-
tial pressure reached maximally 1.25 bar. The reactivity of oxidized Pt(110) surfaces was
further investigated by Pedersen et al. in DFT (GGA-RPBE) studies [91]. Evaluation of
activation barriers for various reaction pathways showed that CO oxidation may proceed
via the Langmuir-Hinshelwood and the Eley-Rideal mechanism on Pt(110) - (12×2) - 22O
structures. The second structure facilitating CO adsorption and oxidation is the (101̄0)
facet of α − PtO2 oxide. Feasible reaction pathways for both structures are displayed in
Fig. 4.10. Following the previous observations, Wang et al. showed that 1D PtO2 structu-
res formed at Pt(332) steps ([6(111)×(111)] in step notation) exhibit higher CO oxidation
activity than Pt surfaces covered with chemisorbed oxygen [92]. The fact that the for-
mation of 1D PtO2 structures was observed at relatively mild 1 · 10−6 Torr oxygen partial
pressure and 310K surface temperature is essential for our experiment.

Fig. 4.10: (left) Reaction pathway of CO oxidation on Pt(110)-(12×2)-22O proceeding
via Langmuir-Hinshelwood mechanism. (right) Reaction pathway of CO oxidation on
the (101̄0) facet of α− PtO2 oxide. Taken from [91].

4.2.6. Spatiotemporal patterns
The rate of CO oxidation by O2 on Pt surface operated in a flow reactor under fixed
external conditions may vary with time [93]. Depending on surface temperature T , CO
partial pressure pCO, O2 partial pressure pO2 , and crystallographic orientation of Pt sur-
face, the rate of CO2 production may turn from stationary to oscillatory or even chaotic
behavior. Nonlinear dynamics of the CO2 production on Pt surface is a direct consequence
of the amount of chemisorbed reactants available to participate in the reaction. On the one
hand, chemisorbed reactants are permanently consumed in Pt catalyzed CO oxidation. On
the other hand, reactants from the gas phase are permanently supplied to the Pt surface.
Depending on the adsorption sites and external conditions, chemisorbed molecules exhibit
different diffusibility over the surface. Reaction-diffusion processes on the Pt surface may
give rise to the formation of spatiotemporal patterns. Spatiotemporal patterns are com-
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posed of CO and oxygen covered Pt surface areas of different sizes and shapes evolving
in time. Specifically, rotating spirals, target patterns, moving wavefronts, and irregular
structures denoted as chemical turbulences may be observed by nondestructive surface
science techniques with good lateral (in the order of 100 µm) and temporal resolution (in
the order of 100 s), see Fig. 4.11.

Fig. 4.11: Temporal evolution of rotating spirals observed by PEEM on Pt(110) at
T = 448K, pCO = 4.3 · 10−5 mbar, pO2 = 4.0 · 10−4 mbar. Bright areas are CO covered;
dark areas are oxygen covered. Taken from [68].

Belousov-Zhabotinsky (BZ) reaction, discovered by Boris Belousov in 1951, is a famous
example of nonlinear chemical oscillations [94]. Homogeneous autocatalytic oxidation of
malonic acid by potassium bromate is a typical representative of BZ reaction, observable
by the naked eye. Periodic color changes reflecting the varying composition of the solution
show that chemical reactions do not necessarily have to proceed to equilibrium monotoni-
cally. What is more, if a continuous reactants inlet and products outlet in open systems,
e.g., flow reactors, are ensured, oscillations may be sustained in thermodynamically stable
states far from the equilibrium. The first rate oscillations in catalytic CO oxidation were
observed by Wicke et al. in the early ‘70s [68]. A significant contributor to the more
profound understanding of oscillatory kinetics in catalytic CO oxidation over Pt single-
-crystals is a German physicist Gerhart Ertl, awarded the Nobel prize for Chemistry in
2007. Simplicity and current level of knowledge make this reaction a model system of
heterogeneous catalysis.

Kinetic oscillations on Pt single-crystal surfaces are conditioned by Pt crystallogra-
phic structure, which needs to be reconstructable when covered with chemisorbed re-
actants. Among three low Miller index planes, oscillations may be observed on Pt(100)
and Pt(110), but not on Pt(111) surface. Assuming that CO molecules recombine on Pt
surface with O atoms via Langmuir-Hinshelwood mechanism, the single oscillation on
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Pt(110) surface proceeds as follows [68]: Initially CO-covered Pt(110) - 1×1 structure
with O2 sticking coefficient sO,1×1 = 0.6 exhibits high catalytic activity. As a consequence
of favored O2 adsorption and increased CO consumption, CO-coverage declines. When
CO-coverage falls below critical value of θCO = 0.2ML, Pt(110) - 1×1 reconstructs to
Pt(110) - 1×2 structure with sO,1×2 = 0.3–+0.4. CO adsorption on Pt(110) - 1×2 surface
is favored over O2 adsorption, and therefore CO coverage increases. When CO-coverage
exceeds the critical value of θCO = 0.2ML, the reconstruction is lifted to Pt(110) - 1×1
structure, and initial conditions are reestablished. Theoretically calculated temporal evo-
lution of surface coverages, surface reconstruction, reaction rate and CO partial pressure
fluctuations are displayed in Fig. 4.12. Since Pt(111) surface does not reconstruct, os-
cillations cannot be observed on this structure.

Fig. 4.12: (left) Theoretically calculated temporal evolution of surface coverages, surface
reconstruction, reaction rate and CO partial pressure fluctuations during CO oxidation
on Pt(110) at T = 540K, pCO = 2.3 · 10−5 mbar, pO2 = 5.0 · 10−5 mbar. Taken from [93].
(right) Region in the pressure plane (pO2 , pCO) at T = 480K where rate oscillations on
Pt(100) and Pt(110) occur. Taken from [68].

As already outlined, kinetic oscillations are conditioned by the crystallographic ori-
entation of Pt surface, surface temperature T , CO partial pressure pCO, and O2 partial
pressure pO2 . The oscillation mechanism indicates that high Miller index planes composed
of (100) and (110) terraces and steps, e.g., Pt(210) ([2(110)×(100)] in step notation), or
high Miller index planes faceting to such structures allow CO2 production rate oscillations.
However, oscillation properties change with oxygen sticking coefficients. Pt(110) surface
with sO,1×1 to sO,1×2 ratio of ca. 1.5 (sO,1×1 = 0.6, sO,1×2 = 0.3 – 0.4) exhibits regular
oscillations while Pt(100) surface with sO,1×1 to sO,hex ratio of ca. 3 000 (sO,1×1 = 0.3,
sO,hex = 1 · 10−4 – 1 · 10−3) exhibits irregular oscillations. The amount of chemisorbed
reactants is controlled by partial pressures and surface temperature. Chemical oscillati-
ons on Pt(110) surfaces exist for a narrow region in the pressure plane (pO2 , pCO). In
contrast, chemical oscillations on Pt(100) surfaces exist for a significantly wider region in
the pressure plane (pO2 , pCO), see Fig. 4.12. According to Imbihl and Ertl [68], the high
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sensitivity of Pt(110) surface towards partial pressure changes causes better long-range
synchronization of oscillating surfaces. Therefore, Pt(110) allows the creation of regular
spatiotemporal patterns which cannot be observed on Pt(100). pCO fluctuations caused
by varying reaction rates are displayed in Fig. 4.12.

Mathematical modeling of spatiotemporal self-organization and associated rate os-
cillations in CO oxidation over Pt surfaces helps predict the system’s behavior in vari-
ous regions of the parameter space (pO2 , pCO, T ). Historically first model, also known as
the KEE model, corresponding to the experimentally observed bistability and oscillations
of Pt(110) surface coverages, was proposed by Krischer, Eiswirth, and Ertl in 1992 [95].
The system of three coupled ordinary differential equations (ODE) in the KEE model
depends on three external control parameters, namely partial pressures pO2 , pCO, and
temperature T . A system of the first two ODEs (4.6), (4.7) for the temporal evolu-
tion of surface coverages θCO and θO correctly predicts hysteretic bistability displayed
on Fig. 4.13. The temporal evolution of θCO in the ODE (4.6) depends on CO adsorption,
CO desorption, and CO oxidation. The temporal evolution of θO in the ODE (4.7) depends
only on O2 adsorption and CO oxidation because O atoms at examined temperatures do
not desorb. Adding the third ODE (4.8) for the temporal evolution of nonreconstructed
surface fraction w1×1 allows a correct prediction of simple oscillations. Eq. (4.6)–(4.8) are
taken from [96].

∂θCO

∂t
= pCOkCOsCO (1− (θCO/θCO,sat)

q)− kdesθCO − krθCOθO (4.6)

∂θO

∂t
= pOkOsO (1− θO/θO,sat − θCO/θCO,sat)

2 − krθCOθO (4.7)

∂w1×1

∂t
= krec (f (θCO)− w1×1) (4.8)

Here kCO, kO denote the impingement rates; sCO, sO are the sticking coefficients; θCO,sat,
θO,sat are the saturation coverages, kdes is a CO desorption rate, kr is a reaction rate,
factor q = 3 models the asymmetry in reactants adsorption caused by CO inhibition
of O2 adsorption, krec is a rate of surface reconstruction, and function f (θCO) evaluates
the influence of θCO on surface reconstruction. Temperature T affects parameters kr, kdes,
krec, which may be calculated by the Arrhenius equation. sO is a linear combination of
sticking coefficients for 1×1 and 1×2 structures. Ryzha and Gaiduchok further exten-
ded the KEE model with the fourth ODE for the temporal evolution of surface faceting
and terms considering CO and O diffusion over the catalyst surface [97]. This improve-
ment correctly predicts mixed-mode oscillations. Experimentally observed mixed-mode
oscillations are displayed in Fig. 4.13. Bzovska and Mryglod [98] examined the existence
of Hopf and Turing bifurcations in the parameter space. Their approach was based on
extending the KEE model with one diffusion term for each ODE. The resulting equations
had a form of reaction-diffusion equation [52]:

∂u

∂t
= f (u) ·D∆u, (4.9)

where D denotes diffusion coefficient. Hopf bifurcations lead to temporal pattern for-
mation, while Turing bifurcations lead to spatial pattern formation. A computer simu-
lation of spatiotemporal patterns proved the coexistence of both instabilities for the cal-
culated region in the parameter space.
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Fig. 4.13: (left) Theoretically calculated hysteretic behavior of oxygen coverage v on
Pt(110) at fixed pO2 and varying T , pCO. Taken from [95]. (right) Transition from har-
monic rate oscillations to chaotic rate oscillations in CO oxidation on Pt(110) at fixed T ,
pO2 , and varying pCO. Taken from [93].

Experimental studies of nonlinear phenomena during CO oxidation over Pt surfaces
may be divided into spatially nonresolved observations and spatially resolved observati-
ons. Spatially nonresolved experiments are generally not limited by ambient pressures.
On the other hand, instruments used in spatially resolved experiments usually require
pressures below 1 · 10−2 mbar. Oscillating CO2 partial pressure is typically monitored by
mass spectrometry or gas chromatography. The heat released at various stages of the
reaction may be monitored by thermocouple or pyrometer. Fourier transform infrared
spectroscopy (FTIR) may be employed for surface coverage monitoring. Changes in the
crystallographic orientation of the catalyst surface are typically observed by low energy
electron diffraction (LEED). In order to monitor patterns of varying surface coverage,
spatial resolution in the order of 100 µm needs to be achieved. Time-evolving surface pat-
terns require temporal resolution in the order of 100 s. The negative effect of the probe on
chemisorbed reactants should be minimized. Historically first technique used for spatio-
temporal patterns monitoring on Pt(100) surfaces was scanning LEED microscopy with
a spatial resolution of 1mm [99]. This approach allowed spatiotemporal monitoring of
1×1 � hex transition waves. Scanning LEED microscopy was soon replaced with photo-
emission electron microscopy (PEEM) with a temporal resolution of 20ms and a spatial
resolution in the order of 102 nm [93]. The amount of electrons leaving the sample sur-
face in PEEM is inversely proportional to the work function of the surface overlayer.
The study of spatiotemporal patterns on Pt(100) surface at elevated pressure (8Pa) was
published by Lele et al. [100]. For this purpose, ellipsomicroscopy for surface imaging
(EMSI) was employed. The highest spatial resolution of 20Å was achieved in the field
electron microscopy (FEM) and field ion microscopy (FIM) experiments [68]. Due to a
low temporal resolution, scanning tunneling microscopy (STM) is not used in the research
of spatiotemporal patterns on Pt.
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4.3. Experiment
In this work, we present the first observation of spatiotemporal patterns, formed during
CO oxidation by O2 on Pt surfaces, using the TOF-SIMS technique. The experimen-
tal part consists of sample preparation, ultrahigh vacuum scanning electron microscopy
(UHV-SEM) measurements, and time-of-flight secondary ion mass spectrometry
(TOF-SIMS) measurements. Electron backscatter diffraction (EBSD) measurements were
performed by doc. Ing. Miroslav Kolíbal, Ph.D.

4.3.1. Sample preparation
Pt wire with 100 µm in diameter was used as a catalyst sample. Around 5 cm long piece
of the wire was cut and formed into a U-shape to minimize sample wrinkling and shifting
from the microscope field of view caused by thermal expansion. The U-shaped wire was
subsequently pressed in the press from the IONTOF company to form a flat and smooth
surface, see Fig. 4.14. So prepared sample was inserted into the UHV-SEM sample holder,
which allows sample resistive heating in the main chamber of the microscope, see Fig. 4.14.

Fig. 4.14: (left) Press from the IONTOF company used for sample preparation. (right)
UHV-SEM sample holder with Pt sample inserted. The sample holder allows resistive
sample heating in the main microscope chamber.

A whole sample cleaning procedure was carried out in the main chamber of the
UHV-SEM instrument from the TESCAN company, see Fig. 4.15. The microscope was
developed as a part of the project AMISPEC [101]. In order to remove impurities introdu-
ced to the sample surface during the pressing, the sample was annealed at around 1 000 ◦C
in the H2/O2 surrounding atmosphere. A pyrometer monitored the surface temperature.
H2 partial pressure in the main chamber of the microscope was set to 1 · 10−5 Pa, O2

partial pressure was set to 1 · 10−4 Pa. During the whole cleaning procedure, the sample
was imaged with an electron microscope. The surface was scanned with a 5 keV/5 nA
electron probe, and secondary electrons were detected by an Everhart-Thornley detec-
tor. If the sample remained contaminated even at temperatures close to the Pt melting
point, the surface was sputtered with 5 keV argon ions. A micrograph of the clean surface
is displayed in Fig. 4.16. A typical sample is composed of multiple grains with different
crystallographic orientations. Desired Pt grain size is in the order of 102 µm. Annealing
in an O2 atmosphere allows the controllable growth of grains. The crystallographic orien-
tation of grains was determined by EBSD measurements.
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Fig. 4.15: UHV-SEM instrument. A – airlock chamber; B – loadlock chamber; C – main
chamber; D – electron gun; E – sputter gun; F – gas feeding system.

Fig. 4.16: Micrograph of clean Pt sample. The image was taken by UHV-SEM.

4.3.2. UHV-SEM experiments
To make things clear, UHV-SEM and TOF-SIMS instruments are not interconnected.
Therefore, samples are necessarily exposed to the ambient atmosphere when transferred.
Another noteworthy piece of information is that the TOF-SIMS is equipped only with
an ion gun, and no other less destructive imaging method is available in this instrument.
Therefore, the primary aim of UHV-SEM experiments was to find a region in the parame-
ter space (pO2 , pCO, T ) without significant surface damage, where spatiotemporal patterns
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may be observed. Since EBSD measurements revealed exclusively high Miller index planes
on the prepared sample, grains with suitable crystallographic orientation had to be found
as well. Last but not least, imaging with electrons provides better spatial resolution than
imaging with ions, which makes the process of looking for spatiotemporal patterns on Pt
surface easier.

The vacuum system of the UHV-SEM instrument allows reaching a base pressure of
1 · 10−7 Pa in the main microscope chamber. Ultrahigh vacuum initial conditions ensure
minimal surface contamination with unwanted residual gases. Maximal allowed pressure in
the main chamber during the electron microscope operation reaches 1 · 10−2 Pa. However,
the limitation in our case is a maximal pressure allowed in the TOF-SIMS instrument,
which is slightly lower and reaches 3 · 10−3 Pa. The first iteration in the process of lo-
oking for a suitable pO2/pCO partial pressures ratio is based on the parameter space
diagram displayed in Fig. 4.12. CO partial pressure is set to 2 · 10−4 Pa and remains
constant. O2 partial pressure is initially set to 1 · 10−3 Pa and will be further adjusted.
During the gas flooding, the surface temperature is kept constant at 200 ◦C. This appro-
ach should protect the surface from CO poisoning occurring at low temperatures. During
the whole procedure, the sample surface is scanned with a 5 keV/5 nA electron probe, and
an Everhart-Thornley detector detects secondary electrons. The scanning proceeded with
a temporal resolution of 6 seconds per scan. The next step is a gradual pO2 raising until
chemical waves on the catalyst surface are spotted. Different Pt surface coverages exhibit
different emissivity of secondary electrons, which turns out in the surface brightness. Since
the chemical wave creation is conditioned by three parameters, namely pO2 , pCO partial
pressures, and temperature T , two parameters need to be varied simultaneously. In our
approach, sample temperature is permanently ramping up and down between 125 – 250 ◦C
with the ramping speed of 2 ◦C.s−1. Pt wire is heated resistively by an electric current
running directly through the sample. The temperature ramping may be controlled either
manually or automatically from the control software. The surface temperature is monito-
red by a pyrometer. O2 floods into the main chamber through a manually controlled needle
valve. Since only a small fraction of Pt grains has a suitable crystallographic orientation
for regular spatiotemporal pattern creation, the sample needs to be imaged with a wide
field of view in order to find the right grains. The experience has shown that the surface
gradually loses its activity towards chemical wave creation. Therefore, the surface needs
to be from time to time reactivated by flash heating to temperatures around 1 000 ◦C.
Partial pressures do not need to be changed before the flash heating.

Two types of chemical waves may be observed on Pt surfaces. The first type of waves
occurs when surface coverage turns from CO to oxygen, or vice versa, and indicates that
pO2 , pCO partial pressures are balanced for given temperature T . Such chemical waves do
not require Pt surface reconstructability and therefore may be observed on the vast majo-
rity of grains. The second type of waves are self-sustained spatiotemporal patterns, which
occur only on reconstructable surfaces at the well-defined temperature and pO2 , pCO par-
tial pressures. The process of looking for spatiotemporal patterns on Pt surfaces continues
with the first type of wave stabilization. pO2/pCO partial pressures ratio is kept constant,
and the surface temperature is manually fine-tuned. The goal is to reach the state when
CO and oxygen coverages coexist on one grain. When the coexistence of two coverages
is established, all three parameters (pO2 , pCO, T ) may be further fine-tuned in order to
find the state when both coverages spatially move. This state may be, however, reached
only on surfaces with suitable crystallographic orientation. Numerous experiments have
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shown that regular spatiotemporal patterns may be observed at 170 ◦C surface tempera-
ture, 3.0 · 10−4 Pa CO partial pressure, and 1.5 · 10−3 Pa O2 partial pressure. Results of
UHV-SEM experiments are presented in Sec. 4.4.1.

4.3.3. TOF-SIMS experiments
Static SIMS measurements were carried out in the TOF.SIMS 5 instrument from the
IONTOF company, see Fig. 4.17. Minor modifications of the instrument were required
in order to study CO oxidation on the Pt wire inserted into the UHV-SEM sample hol-
der. TOF-SIMS instrument is equipped with a software-controlled O2 feeding; however,
CO feeding had to be installed. For this purpose, a needle valve with a CO bottle was
attached to the load lock chamber. During the experiment, the gate valve between the
main chamber and the load lock chamber stays open. The outlet of the instrument’s
rotary pump was connected to a laboratory gas disposal system. Otherwise, the perma-
nently pumped down CO gas from the main chamber would contaminate the laboratory
workplace. The minimal sample handling is ensured by a direct UHV-SEM sample holder
attachment to the TOF-SIMS sample holder, see Fig. 4.18. Sample heating is provided
by an electric current running directly through the Pt wire. Temperature monitoring is
carried out by a chromel-alumel thermocouple touching the lower sample surface right
beneath the analyzed area.

After the sample cleaning, identifying active grains, and finding external conditions
(pO2 , pCO, T ) favorable for spatiotemporal patterns, the sample was transferred from
the UHV-SEM to the TOF-SIMS instrument. Surface contamination induced during the
sample exposure to the ambient atmosphere was removed by short annealing at 1 000 ◦C
in 1 · 10−4 Pa O2 surrounding atmosphere. The quick cleaning procedure was followed
by CO gas introduction to the partial pressure of 3.0 · 10−4 Pa and O2 gas introduction
to the partial pressure of 1.5 · 10−3 Pa. During the gas feeding, the sample was kept at
200 ◦C to avoid CO surface poisoning. Base pressure in the order of 10−7 Pa ensured mi-
nimal surface contamination with unwanted residual gases. 30 keV Bi+ ions performed
surface imaging. Low probe current in the order of 101 pA, on the one hand, minimized
ion-induced surface damage and, on the other hand, provided a sufficient signal of se-
condary ions. The square surface area with 300 µm in length was analyzed at 256×256
points in random scan mode. The temporal resolution of the measurement was 4 seconds
per scan. A reflectron-equipped time-of-flight mass spectrometer analyzed negative secon-
dary ions from a mass range of 1 – 320 amu. The final step before spatiotemporal patterns
observation was to set a proper surface temperature. Although the UHV-SEM experi-
ment predetermined the proper surface temperature to 170 ◦C, this value could slightly
change due to the measurement uncertainty or small deviation in partial pressures. The
procedure of temperature fine-tuning is based on the momentary change in CO and O2

coverages integrated over the active grain surface. Since both coverages should coexist on
the active grain, spatiotemporal patterns may be observed near the steep edge of CO/O2

coverage change, measured by TOF-SIMS instrument. Results of TOF-SIMS experiments
are presented in Sec. 4.4.2.
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Fig. 4.17: TOF.SIMS 5 instrument. A – loadlock chamber; B – main chamber; C – primary
ion gun; D – time-of-flight mass spectrometer equipped with reflectron; E – sputter gun;
F – gas feeding system.

Fig. 4.18: TOF-SIMS sample holder with UHV-SEM sample holder attached. The sample
holder allows resistive sample heating in the main microscope chamber and temperature
monitoring by chromel-alumel thermocouple.
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4.4. Results
The results of our research may be divided into three parts. In the first part, spatiotempo-
ral patterns observed by the UHV-SEM instrument during CO oxidation on the polycrysta-
lline Pt samples are presented. Sufficient spatial and temporal resolution gives better
insight into the reaction dynamics; however, the information about the surface elemen-
tal composition is absent. In the second part, spatiotemporal patterns observed by the
TOF-SIMS instrument are presented. Despite the considerably worse lateral resolution,
spatiotemporal patterns with sufficient temporal resolution may still be recognized. The
surface elemental composition may be derived from the signal of secondary ions. In the last
part, temperature-programmed TOF-SIMS experiments are correlated with temperature-
-programmed UHV-SEM experiments. Based on the signal of secondary ions at various
surface temperatures, the surface elemental composition may be assigned to the brightness
observed by the UHV-SEM instrument. Our research demonstrates that SIMS monito-
ring of reaction-diffusion processes on catalyst surfaces is possible even after long-term
observations (several hours) when ion dose is beyond the static SIMS limit.

4.4.1. UHV-SEM results
Spatiotemporal patterns of various shapes observed by the UHV-SEM instrument at
170 ◦C, 3.0·10−4 Pa CO partial pressure, and 1.5·10−3 Pa O2 partial pressure are displayed
in Fig. 4.19. While reconstructable grains allow the creation of regular rotating spirals,
nonreconstructable grains remain permanently CO or O2 covered. Bright areas within
the active grains are CO covered, dark areas within the active grains are oxygen cove-
red. The coverage of steady-state grains may be determined by comparing the brightness
at different temperatures (will be discussed in the temperature programed TOF-SIMS
section). Besides the identification of external parameters (pO2 , pCO, T ) suitable for rate
oscillations, UHV-SEM experiments gave us a deeper understanding of the pattern dyna-
mics. According to the review paper of Imbihl and Ertl [68], rotating spirals are usually
pinned to surface defects, which determine their rotation period. Unpinning from defects
is possible upon external parameter variation. In our observations, spirals were usually
formed after binding of directly moving waves to unspecified points on the surface. As
a result, waves began to rotate around these points, see. Fig. 4.20. Chemical waves were
typically created on grain boundaries or macroscopic surface defects, e.g., grooves after
pressing.

A detailed temporal evolution of rotating spirals on Pt surfaces is displayed in Fig. 4.21
and Fig. 4.22. EBSD measurements revealed Pt(4,1,10) crystallographic orientation on the
active grain in these figures. Typically, spatiotemporal patterns in the UHV-SEM instru-
ment could be observed for about 50 minutes. After this time, the grain coverage turns
into a stable state. During the spiral’s lifetime, three distinct regimes were identified. In
the beginning, unevenly shaped chemical waves created mainly on the grain boundaries
chaotically move over the catalyst surface. When the waves get bonded to the surface
defects, crooked rotating spirals composed of wide strips are formed. In the second phase,
regular rotating spirals spread across the grain surface. The stripes are getting gradually
narrower and denser. In the last stage, rotating spirals slowly disappear. The mechanism
of the pattern’s disappearance is unknown. Possible reasons are surface faceting or sur-
face poisoning with strongly bonded species. The duration of identified stages may vary.
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For example, the longest-lasting part in Fig. 4.22 is the phase of regular rotating spirals,
while in Fig. 4.21, the formation phase took significantly longer than the phase of regular
rotating spirals. Disappearing spirals can be partially restored by elevation of external
parameters (pO2 , pCO, T ). The stripes get suddenly wider, but the gradual narrowing
continues. Total recovery is possible as well, but completely new patterns will be formed.

Fig. 4.19: Various regular spatiotemporal patterns observed by UHV-SEM at T = 170 ◦C,
pCO = 3.0 · 10−4 Pa, pO2 = 1.5 · 10−3 Pa. Bright areas are CO covered; dark areas are
oxygen covered.

Fig. 4.20: Temporal evolution of the rotating spiral formation at T = 170 ◦C,
pCO = 3.0 · 10−4 Pa, pO2 = 1.5 · 10−3 Pa. Bright areas are CO covered; dark areas are oxy-
gen covered. Red lines highlight the original wave created on the grain boundary. The
same spiral is also displayed in Fig. 4.19b.
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The recovery procedure consists of rapid surface heating to ca. T = 1000 ◦C, followed
by rapid cooling to the room temperature and subsequent gradual heating to a final
temperature of ca. T = 170 ◦C. During this process, partial pressures are kept constant.
Flash heating activates the surface by removing adsorbed molecules, while rapid cooling
and gradual heating to T = 170 ◦C enabled CO adsorption.

Fig. 4.21: Temporal evolution of spatiotemporal patterns on Pt(4,1,10) surface at
T = 170 ◦C, pCO = 3.0 · 10−4 Pa, pO2 = 1.5 · 10−3 Pa. Bright areas are CO covered; dark
areas are oxygen covered. Three phases may be identified: a – b: formation of patterns; c:
regular patterns; d: disappearing patterns.
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Fig. 4.22: Temporal evolution of rotating spirals on Pt(4,1,10) surface at T = 170 ◦C,
pCO = 3.0 · 10−4 Pa, pO2 = 1.5 · 10−3 Pa. Bright areas are CO covered; dark areas are
oxygen covered. Three phases may be identified: a – b: formation of spirals; b – h: regular
rotating spirals; i – j: disappearing rotating spirals.
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4.4.2. TOF-SIMS results
External parameters during TOF-SIMS measurements were identical with external para-
meters during UHV-SEM measurements (T = 170 ◦C, pCO = 3.0 · 10−4 Pa,
pO2 = 1.5 · 10−3 Pa). TOF-SIMS mass spectrum analysis revealed that oxygen coverage
is well represented by the peak located on PtO−

2 mass, and CO coverage is well represen-
ted by the sum of peaks located on C−

2 , C2H−, and C2H−
2 masses. The correctness of this

finding is proven by spatial maps, where both coverages represented by corresponding
signals of secondary ions appear complementary. Another proof is a temperature-progra-
mmed TOF-SIMS measurement, where CO coverage occurs at low temperatures, while
oxygen coverage occurs at higher temperatures. Both proofs will be further supported
with the following results.

Fig. 4.23a displays the area of the sample explored both in the UHV-SEM experiments
and TOF-SIMS experiments. Individual grains are labeled with letters (A–N). The active
grain with crystallographic orientation (4,1,10) is labeled with the letter D. Fig. 4.23b
shows grains, which remain throughout the observation of spatiotemporal patterns on
the active grain CO covered, while Fig. 4.23c shows oxygen covered grains. Coverages in
Fig. 4.23b and Fig. 4.23c are complementary. The temporal evolution of spatial patterns
observed by TOF-SIMS on the active grain is displayed in Fig. 4.24. Oxygen coverage is
represented by red color; CO coverage is represented by green color. Pixel density is pro-
portional to the surface coverage. A full white line highlights the moving wavefront, which
we want to point out, and white arrows indicate the direction in which the wave proceeds
between displayed frames. A dashed white line delimits the area without chemisorbed
reactants removed by passing oxygen wave.

Fig. 4.23: Map of examined sample. a: electron micrograph with labeled grains (A – N).
Grain D is an active Pt(4,1,10) grain displayed in Fig. 4.21 and Fig. 4.22. b: TOF-SIMS
map of permanently CO covered grains. CO coverage is proportional to C−

2 +C2H−+C2H−
2

signal. c: TOF-SIMS map of permanently oxygen covered grains. Oxygen coverage is
proportional to PtO−

2 signal.
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Fig. 4.24: Temporal evolution of patterns observed on an active Pt(4,1,10) grain at
T = 170 ◦C, pCO = 3.0 · 10−4 Pa, pO2 = 1.5 · 10−3 Pa. Green areas are CO covered; red
areas are oxygen covered. Electron micrograph of the sample for easier identification
of grain boundaries is displayed in Fig. 4.23a. A full white line highlights the moving wa-
vefront; white arrows indicate the direction in which the wave proceeds between frames;
a dashed white line delimits the area almost without chemisorbed reactants.

A detailed temporal evolution of spatial patterns observed on the active Pt(4,1,10)
grain is displayed in Fig. 4.25. Numbers 1–6 in Fig. 4.25a–i label periodically moving
oxygen stripes. Comparison of UHV-SEM measurements with TOF-SIMS measurements
reveals two main differences. Firstly, no regular spatiotemporal patterns were observed
by the TOF-SIMS instrument. The highest regularity was observed during the periodic
stripes occurrence. Secondly, spatiotemporal patterns in the TOF-SIMS instrument were
sustained for a significantly longer period of time than 50 minutes. The operator termina-
ted the longest run in the TOF-SIMS instrument after 3.5 hours. The correct explanation
of extended activity is unknown. A possible reason may be the permanent sputtering of
poisoning species from the catalyst surface by scanning ion probe (30 keV Bi+).

Fig. 4.25 also shows that oxygen coverage on the active grain exhibits higher mobility
than chemisorbed CO. Oxygen waves originate from oxygen covered grains. After discon-
necting from oxygen covered grains, oxygen waves gradually vanish. On the other hand,
CO molecules gradually form a uniform coverage of the active grain outside oxygen cove-
red region. This behavior is well observable on the Pt surface cleaned by passing oxygen
wave, which gets subsequently uniformly covered by chemisorbed CO molecules from the
gas phase and not by CO molecules from the CO wave. Integration of signals proportional
to CO and oxygen coverages in the region where periodic stripes were observed reveals
the oscillatory behavior of both surface coverages, see Fig. 4.26.

Another example of spatiotemporal patterns during CO oxidation on Pt surface obser-
ved by TOF-SIMS is displayed in Fig. 4.27. EBSD measurements revealed Pt(1,2,7) crys-
tallographic orientation of the active grain. A temporal evolution clearly shows the gradual
declination of oxygen coverage. Initially, declining oxygen gets concentrated to the spots
highlighted by white arrows in Fig. 4.27e. Subsequently, spots with enhanced oxygen con-
centration move to the grain boundary highlighted by a white arrow in Fig. 4.27g. In the
end, oxygen from the grain boundary is transferred to the oxygen covered grain, which
may be easily identified in Fig. 4.27l. Temporal evolution in Fig. 4.27 also shows uniform
chemisorption of CO molecules onto clean Pt surface, which was left behind a declining
oxygen coverage.
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Fig. 4.25: Temporal evolution of patterns observed on an active Pt(4,1,10) grain at
T = 170 ◦C, pCO = 3.0 · 10−4 Pa, pO2 = 1.5 · 10−3 Pa. Green areas are CO covered; red
areas are oxygen covered. Electron micrograph of the sample for easier identification
of grain boundaries is displayed in Fig. 4.23a. A full white line highlights the moving wa-
vefront; white arrows indicate the direction in which the wave proceeds between frames;
white numbers (1 – 6) label periodically moving oxygen stripes.

Fig. 4.26: Oscillations of CO (green curve) and oxygen (red curve) coverage on an active
Pt(4,1,10) grain at T = 170 ◦C, pCO = 3.0 · 10−4 Pa, pO2 = 1.5 · 10−3 Pa.
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Fig. 4.27: Temporal evolution of declining oxygen wave observed on an active Pt(1,2,7)
grain at T = 170 ◦C, pCO = 3.0 ·10−4 Pa, pO2 = 1.5 ·10−3 Pa. Green areas are CO covered;
red areas are oxygen covered. l: electron micrograph of the sample for easier identification
of grain boundaries. White arrows highlight spots with concentrated oxygen.

4.4.3. Temperature programmed TOF-SIMS/UHV-SEM results
The primary aim of temperature-programmed TOF-SIMS/UHV-SEM experiments was to
assign the elemental composition of surface coverage to the surface brightness observed by
UHV-SEM. Therefore, two identical experiments were performed. One in the UHV-SEM
instrument, another in the TOF-SIMS instrument. Partial pressures were set to values
favorable for spatiotemporal pattern creation (pCO = 3.0 · 10−4 Pa, pO2 = 1.5 · 10−3 Pa).
The surface temperature was ramping up and down in the range of 100 – 950 ◦C with
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a ramping speed of ca. 1.8 ◦C.s−1. Fig. 4.28 shows surface brightness at different surface
temperatures. Although the surface brightness is also affected by other phenomena, like
surface reconstruction, the main contributor remains surface coverage. Comparison of
Fig. 4.28a with Fig. 4.28c reveals that Pt surface at high temperatures appears dark,
while Pt surface at low temperatures appears bright. During temperature descending,
the Pt surface changes its coverage at 140 ◦C, see Fig. 4.28b. During temperature rising,
the Pt surface changes its coverage at 200 ◦C, see Fig. 4.28d. The coverage change is
accompanied by chemical waves traveling over the surface.

Fig. 4.28: Pt surface brightness at different temperatures observed by UHV-SEM at
pCO = 3.0 · 10−4 Pa, pO2 = 1.5 · 10−3 Pa. a: dark surface at 950 ◦C; b: chemical waves indi-
cating a change of coverage at 140 ◦C during temperature decreasing; c: bright surface at
100 ◦C; d: chemical waves indicating a change of coverage at 200 ◦C during temperature
rising.

Graph showing two heating-cooling cycles in a range of 100 – 950 ◦C with a ramping
speed of ca. 1.8 ◦C.s−1 is displayed in Fig. 4.29. The blue curve represents the temporal
evolution of the surface brightness observed by the UHV-SEM. The red curve represents
the temporal evolution of oxygen coverage monitored by TOF-SIMS, and the green curve
represents CO coverage monitored by TOF-SIMS. Plotting two measurements (UHV-SEM
and TOF-SIMS) into one graph reveals that bright Pt surface is CO covered, while oxy-
gen coverage causes Pt surface darkening. One heating-cooling cycle from the graph in
Fig. 4.29 is plotted as a temperature dependence in Fig. 4.30. Hysteretic behavior of
surface brightness and both coverages may be observed. Similar hysteretic behavior was
mathematically modeled by Krischer, Eiswirth, and Ertl [95], see Fig. 4.13. Experimen-
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tal observations of the hysteresis phenomenon on heterogeneous catalysts are reviewed
in the article of Soubaihi et al. [102]. Explanations of this phenomenon are, however,
conflicting; therefore, further study is required.

Fig. 4.29: Temporal evolution of Pt surface brightness (blue) observed by UHV-SEM; oxy-
gen coverage (red) observed by TOF-SIMS; CO coverage (green) observed by TOF-SIMS.
Partial pressures were set to pCO = 3.0 · 10−4 Pa, pO2 = 1.5 · 10−3 Pa and temperature
was ramping between 100 ◦C – 950 ◦C – 100 ◦C – 950 ◦C – 100 ◦C with a ramping speed
of 1.8 ◦C.s−1. CO covered surface at low temperatures appears bright, oxygen coverage at
elevated temperatures causes surface darkening.

Fig. 4.30: Temperature dependence of Pt surface brightness (blue) observed by UHV-SEM;
oxygen coverage (red) observed by TOF-SIMS; CO coverage (green) observed by
TOF-SIMS. Partial pressures were set to pCO = 3.0 · 10−4 Pa, pO2 = 1.5 · 10−3 Pa and
temperature was ramping between 100 ◦C – 950 ◦C – 100 ◦C with a ramping speed of
1.8 ◦C.s−1.

67



4.4. RESULTS

The last temperature-programmed TOF-SIMS experiment examines CO and oxygen
coverages in various surrounding atmospheres as a function of temperature. The surface
temperature was ramping up and down in the range of 100 – 950 ◦C with a ramping speed
of ca. 1.8 ◦C.s−1. The first surrounding atmosphere was a well-known CO/O2 mixture with
partial pressures pCO = 3.0 · 10−4 Pa, and pO2 = 1.5 · 10−3 Pa. The second surrounding
atmosphere was a pure O2 atmosphere with pO2 = 1.5 ·10−3 Pa, and the third surrounding
atmosphere was a pure CO atmosphere with pCO = 3.0 · 10−4 Pa.

Fig. 4.31 shows CO coverage as a function of temperature. Both curves in CO/O2 and
CO surrounding atmospheres exhibit hysteretic behavior. According to the literature, CO
molecules desorb from terraces at ca. 400K (127 ◦C), while at ca. 500K (227 ◦C) CO mo-
lecules desorb from steps [76]. In our experiment, the signal of secondary ions proportional
to CO coverage (C−

2 +C2H− +C2H−
2 ) started noticeable decrease at 230 ◦C, which corre-

sponds to desorption from steps. EBSD measurements observed exclusively high Miller
planes on the examined sample which supports the finding of CO desorption from steps.
In the mixed CO/O2 surrounding atmosphere CO coverage declines at around 200 ◦C
during temperature rising and increases at around 140 ◦C during temperature decreasing.
At higher temperatures chemisorbed CO molecules get oxidized by chemisorbed oxygen.
The higher intensity of C−

2 +C2H−+C2H−
2 signal may be explained by enhanced ionization

probability caused by surrounding O2 atmosphere.

Fig. 4.31: Temperature dependence of CO coverage on Pt surface in
pCO = 3.0 · 10−4 Pa/pO2 = 1.5 · 10−3 Pa surrounding atmosphere (dark green),
pO2 = 1.5 · 10−3 Pa surrounding atmosphere (pink), and pCO = 3.0 · 10−4 Pa surrounding
atmosphere (orange). Temperature was ramping between 100 ◦C – 950 ◦C – 100 ◦C –
950 ◦C – 100 ◦C with a ramping speed of 1.8 ◦C.s−1.

Fig. 4.32 shows oxygen coverage as a function of temperature. Both curves in CO/O2

and O2 surrounding atmospheres exhibit hysteretic behavior. According to the literature
oxygen associatively desorbs from Pt surface at ca. 700K (427 ◦C) [70]. In O2 surroun-
ding atmosphere, oxygen coverage decreased at ca. 355 ◦C, while in mixed CO/O2 and
O2 surrounding atmosphere oxygen coverage decrease was observed at ca. 430 ◦C, which
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agrees with literature. The origin of deviation in case of O2 surrounding atmosphere is
unknown. In the mixed CO/O2 and O2 surrounding atmosphere oxygen coverage gets sa-
turated at around 200 ◦C during temperature rising and declines at around 140 ◦C during
temperature decreasing. At low temperatures oxygen coverage gets oxidized by chemisor-
bed CO.

Fig. 4.32: Temperature dependence of oxygen coverage on Pt surface in
pCO = 3.0 · 10−4 Pa/pO2 = 1.5 · 10−3 Pa surrounding atmosphere (dark green),
pO2 = 1.5 · 10−3 Pa surrounding atmosphere (pink), and pCO = 3.0 · 10−4 Pa surrounding
atmosphere (orange). Temperature was ramping between 100 ◦C – 950 ◦C – 100 ◦C –
950 ◦C – 100 ◦C with a ramping speed of 1.8 ◦C.s−1.
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Conclusion

The presented work demonstrates three different applications of TOF.SIMS 5 instrument
from the IONTOF company available at the CEITEC Nano laboratory.

In the first part, a measurement protocol allowing detection of defective high voltage
dies on silicon wafers was proposed and tested. The measurement protocol is based on
performing leakage current tests at various die locations. The excessive leakage current
indicates the presence of defects. Since the active area of examined fast recovery diodes
(FRD) and trench insulated gate bipolar transistors (TIGBT) have a typical size of thou-
sands of micrometers, localization of defects with few micrometers in size is necessary for
their further characterization by TOF.SIMS 5 instrument. For this purpose, an experi-
mental setup composed of SUMMIT 12000 probe station, Keithley 6517B electrometer,
and control computer was assembled. The experimental setup is fully controlled from
the newly developed control software with the graphical user interface. A part of the soft-
ware is devoted to measured data plotting. An automatized measurement of 6-inch wafers
with 300 TIGBT dies proved the ability of the proposed assembly to reveal defective dies.
The localization of defects was, however, not successful yet. Automated measurements of
6-inch wafers with 579 FRD dies revealed dies with melted edges. The edge melting was
induced during previous measurements. In order to identify the exact moment of edge
melting, the control software was supplemented with the scanner function, which takes
an image of the die surface after each analytical step. This approach could reveal weak
areas of the die.

In the second part, a methodology for quantification of Mg dopants in various
AlxGa1−xN samples was proposed. Mg doped AlxGa1−xN heterostructures characterized
by TOF.SIMS 5 instrument are usually intended for high electron mobility transistors
(HEMT) production. The proposed methodology is based on the RSF method. For this
purpose, 12 Mg doped AlxGa1−xN calibration samples with varying AlN mole fraction were
prepared by the ion implantation technique. TRIM simulations found proper implantation
parameters. Total quantification of DSIMS depth profiles requires a set of three calib-
ration curves that were constructed. The first calibration curve serves for a depth scale
quantification. The second curve serves to quantify matrix species, and the last curve ser-
ves to quantify dopant concentrations. The quantification of matrix species requires one
AlxGa1−xN calibration sample with x ∈ ⟨0.13, 0.6, ⟩. The quantification of Mg dopants
requires Mg doped GaN, Mg doped AlN, and one Mg doped AlxGa1−xN x ∈ ⟨0.26, 0.6, ⟩
calibration sample.

In the third part, the abilities of TOF-SIMS in the heterogeneous catalysis research
were demonstrated. Two main conclusions may be drawn from static SIMS monitoring
of spatiotemporal patterns during catalytic CO oxidation by O2 on Pt surfaces. Firstly,
long-term, real-time imaging of reaction-diffusion processes on catalyst surfaces by 30 keV
Bi+ ion probe is possible. Secondly, ion-induced surface damage is not necessarily fatal
for reaction-diffusion processes because spatiotemporal patterns in the TOF.SIMS 5 in-
strument could be observed for a much longer time than in the UHV-SEM instrument.
Temperature programmed TOF-SIMS measurements correlated with temperature progra-
mmed UHV-SEM measurements revealed that CO covered Pt surface appears bright, and
oxygen covered Pt surface appears dark in electron micrographs.
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List of abbreviations and symbols
2DEG two dimensional electron gas

AES auger electron spectroscopy

DC direct current

DFT density functional theory

DSIMS dynamic secondary ion mass spectrometry

EBSD electron backscatter diffraction

FCC structure face-centered cubic structure

FIB focused ion beam

FRD fast recovery diode

GCIB gas cluster ion beam

GUI graphical user interface

HEMT high electron mobility transistor

KEE model Krischer-Eiswirth-Ertl model

LEED low-energy electron diffraction

LEIS low-energy ion scattering

LMIS liquid metal ion source

MCP microchannel plate

MOCVD metal-organic chemical vapor deposition

MOSFET metal-oxide semiconductor field effect transistor

MPS molecular precursor state

ODE ordinary differential equation

PEEM photoemission electron microscopy

RSF relative sensitivity factor

SEM scanning electron microscopy

SIMS secondary ion mass spectrometry

SSIMS static secondary ion mass spectrometry

STM scanning tunneling microscopy
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TIGBT trench insulated gate bipolar transistor

TOF-SIMS time-of-flight secondary ion mass spectrometry

TPD temperature-programmed desorption

TS transition state

UHV-SEM ultrahigh vacuum scanning electron microscopy

XPS X-ray photoelectron spectroscopy
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